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Dear  Sir,  or  Gentlemen, 


London,  April  1st,  1905, 


In  bringing  before  your  notice  the  Twenty-eighth  Number  of  our  Catalogue  of 
MICROSCOPICAL  APPARATUS,  etc.,  we  have  again  to  thank  you  for  the 
valuable  support  you  have  given  us  this  last  year,  and  can  assure  you  that,  as  in  the 
past,  we  shall,  in  the  futurej  spare  neither  trouble  or  expense  in  endeavouring  to  give 
you  the  utmost  satisfaction. 


Every  article  in  our  Catalogue  is  of  the  very  best  manufacture,  and  any 
quantity  of  goods  will  be  sent  out  on  approval ; we  also  have  much  pleasure  in  stating 


that  the  prices  of  our  goods  will  compare  m^b^vourably  with  those  of  any  other 
firm  in  the  trade.  Historical  \ 

medical 


As  formerly,  we  shall  give  our  p^fsonaL  superintendence  to  the  Export 
Department,  and  are  very  much  obliged  to  A>i3fr  customers  for  the  large  number  of 
Testimonials  we  have  lately  received  regarding  the  despatch  and  careful  manner  in 
which  the  orders  have  been  executed. 


Applications  having  been  received  by  us  for  the  supply  of  cheap  English  moulded 
Stoppered  Bottles,  with  extra  wide  necks,  for  Specimens,  etc.,  we  have  much  pleasure 
in  introducing  this  kind  of  bottle  to  your  notice,  on  page  44  of  this  Catalogue  ; these 
bottles  (which  are  very  accurately  stoppered)  are  made  of  the  best  English  White  Flint 
Glass ; the  prices  of  these  bottles  are  only  the  same  as  those  with  an  ordinary  wide  neck. 

We  respectfully  invite  an  inspection  of  our  goods,  as  samples  of  any  of  the 
articles  in  this  list  can  be  seen  at  our  Show  Rooms. 

We  shall  be  pleased  to  submit  free  estimates  for  complete  Laboratory  Equipments. 

The  prices  in  this  list  cancel  all  former  prices. 

We  do  not  hold  ourselves  responsible  for  breakage  or  damage  in  transit,  every 
care  being  taken  to  ensure  the  safe  delivery  of  goods.  In  the  event  of  breakage  or 
damage,  claim  should  be  immediately  sent  to  the  Railway  Company  or  Carrier. 

Colonial  and  Foreign  orders  must  be  accompanied  by  a remittance,  or  instruc- 
tions for  payment  in  London  on  delivery  of  the  Bills  of  Lading,  etc. 

Packing  cases  are  charged  for,  but  will  be  allowed  for  in  full,  if  returned  carriage 
paid,  and  with  all  the  packing  material,  within  one  month  after  receipt  of  goods. 

GEORGE  MORTON  & Co., 

19  &,  21,  WILSON  STREET,  FINSBURY,  LONDON,  E.C. 

Telegraphic  Address:  “WHINNYING,  LONDON.” 

Telephone  No.  (CENTRAL  7804). 
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Illustrated  Price  List  of  Microscopical  Bottles,  Specimen  Glass  Jars,  etc. 


GEOEGE  MOETON  & Co.,  19-21,  Wilson  Street,  Finsbury,  London,  E.C. 


PRICE  LIST.  jn- 


PART  I. 


Histological  Apparatus,  etc. 


MICROSCOPICAL  GLASS  SLIDES  (a  Speciality). 


1 


GLASS  SLIDES,  3 by  1 inch,  usual  quality  sheet,  with  finely  ground  and  polished  edges- — 


Price  per  gross,  for  small  quantities 
,,  ,,  10  gross  lots 


3 3 3 • 

33  * 3 

3 3 3 3 


25 

50 

100 


5 > 
J ) 
? > 


1/10 

1/9 

1/8 

1/7 

1/6 


2 GLASS  SLIDES,  3 by  1 inch,  best  thin  crystal,  extra  white,  finely  ground  and  polished  edges — 

Price  per  gross  for  small  quantities  ...  ...  ...  2/- 

,,  ,,  10  gross  lots  ...  ...  ...  1/11 

„ „ 25  „ ...  ...  ...  1/10 


3 GLASS  SLIDES,  3 by  1 inch,  patent  plate,  usual  colour,  with  finely  ground  and  polished  edges — 

Per  gross  ...  ...  ...  ...  ...  4/- 

4 GLASS  SLIDES,  3 by  1 inch,  same  as  No.  3,  but  extra  white — 

Per  gross  ...  ...  ...  ...  ...  8/- 

(These  are  the  very  finest  slides  that  are  made). 

5 GLASS  SLIDES,  3 by  1J  inch,  usual  quality  sheet,  with  finely  ground  and  polished  edges  — 

Per  gross  ...  ...  ...  ...  ...  2/9 

6 GLASS  SLIDES,  3 by  1|  inch,  best  thin  crystal,  extra  white,  with  finely  ground  and  polished  edges — 

Per  gross  ...  ...  ...  ...  ...  3/- 


6 
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7 GLASS  SLIDES,  3 by  1\  inch,  patent  plate,  usual  colour,  with  finely  ground  and  polished  edges — 

Per  gross  ...  ...  ...  ...  ...  6/. 

S GLASS  SLIDES,  3 by  2 inch,  best  thin  crystal,  extra  white,  with  finely  ground  and  polished  edges 

Per  gross  ...  ...  ...  ...  ...  5/- 

(All  our  slides  are  packed  in  J-gross  packets  or  cardboard  boxes). 

9 GLASS  SLIDES,  with  excavation  (fig.  9)— 

With  12  3 excavations. 

Per  dozen  ...  lid.  1/5  1/11 

Per  gross  ...  10/-  14/9  19/3 


10  GLASS  SLIDES,  3 by  1 inch,  with  hole  in  the  middle  ( fig.  10)  — 


Diam.  of  hole 
Per  dozen 

11  GLASS  SLIDES,  with  moist  cells — 

Rauvier  (fig.  11) 

Bottcher  ( ,,  11a) 

Zacharias  ( ,,  11b) 

Recklinghausen  ( ,,  11c) 
Selenk  ( ,;  11d) 


10  12  15  18  m/m 

2/6  3/-  3/3  4/- 


per  dozen. 


11/9 
7/6 
7 h 
9/3 
23/3 


11 


9 


10 


11b 


11c 


11d 


Microscopical  Cover  Glasses  (a  Speciality). 

(CUT  FROM  THE  FINEST  ENGLISH  CROWN  GLASS), 


12 


COVER  GLASS,  Stock 

sizes,  | and  inch— 

Squares. 

Circles. 

No.  1. 

About  1/200  inch  thick  ...  per  ounce,  2/8 

3/1 

» 2. 

» 1/130  „ ...  „ 2/2 

2/4 

„ 3. 

1/70  „ ...  „ 1/8 

1/10 

(The  above  are  packed  in  J-ounce  boxes.  Squares  or  circles 

smaller  than 

| inch,  9d.  per  ounce  extra.) 


19-21,  Wilson  Street,  Finsbury,  London,  E.C. 
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13  COVER  GLASS,  No.  0,  extremely  thin,  about  1/300  inch  thick  ( any  size)  squares  or  circles — 


Per  ounce 


• • • 


• • • 


51- 


14  COVER  GLASS,  circles,  large  sizes — 


1 

H 

n 

1J  inch. 

No.  1. 

3/3 

3/4 

3/6 

3/9  per  ounce 

„ 2. 

2/6 

SI- 

3/1 

3/4 

„ 3. 

2/- 

2/9 

2/10 

3/- 

15  RECTANGULAR  COVER  GLASS,  very  finest  quality— 

No.  1.  ...  ...  any  size, 

o 

...  ...  5 , 


JJ 


> ) 


3/3 
2/6 
2 1- 


per  ounce. 


(Any  size  rectangular  cover  glass  cut  to  order  at  two  days’  notice,  but  the  following  sizes  are 

always  in  stock) — 

2 by  1 2 by  f , 2 by  f,  2\  by  £,  2\  by  j,  2J  by  1,  1 by  1 inches, 

lj  by  J , 11  by  1,  3 by  },  and  3 by  f inches. 


Glass  Dishes,  Pots,  etc. 


16  GLASS  CELLS  (fig.  16),  very  thin — 


Diam.  of  the  holes 

8 

10 

12  15 

18 

m/; 

Per  dozen 

1/6 

1/6 

2/-  2/- 

2/- 

17 

SOLID  GLASS  CAPSULES,  shallow  (fig.  17)- 

Diam.  of  excavation 

18 

24 

30  35 

40 

m/i 

Per  dozen 

3/9 

4/- 

4/3  7/3 

10/- 

18 

Ditto  deep  (fig.  18) — 

Diam.  of  excavation 

30 

35 

40  m/m 

Per  dozen 

4/- 

11- 

9/- 

19 

WATCH  GLASSES,  with  a small  flat  space  underneath  (fig.  19) — 

Diam. 

5 

7 

10  c/m 

Per  dozen 

1/1 

2/9 

4/10 

20 

Ditto  ordinary  form,  1 J inch,  per  dozen,  6d. 

; per  gross,  5/9 

21 

POTS,  with  glass  covers,  conical  (fig.  21)— 

Diam. 

5 

7 

10  c/m 

Per  dozen 

4/8 

71- 

ii/- 

22 

Ditto,  cylindrical  (fig.  22)  per  dozen 

4/8 

71- 

ii/- 
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23  POTS,  with  air-tight  grooved  lids  (fig.  23)— 


Diam. 

2 

2J 

3 

4 

5 

6 

6|  inches 

Height 

1 

H 

ii 

a2 

If 

2 

3 

Q 1 

n 

Per  dozen 

...  5/6 

6/8 

9/10 

12/- 

20/- 

24/- 

30/ 

24  PETRIE’S  DISHES  (fig,  24),  shallow  form— 

Diam.  ...  2 3 3^  4 4|  5 6 7 8 inches. 

Per  dozen  ...  3/6  4/10  6/10  7/-  8/9  13/6  13/9  16/  18/- 

25  DISHES,  in  pairs,  for  Baeteriological  work,  lids  to  fit  outside  or  inside,  (figs.  25  and  25a,  both  same  price) 


Height 

0 9 0 0 0 0 

...  21 

2J  inches 

Diam.  ... 

• • « 0*0 

7 

8 

Per  pair 

• • • • • • 

...  1/11 

2/2 

25a 


25b  POTS,  same  as  No.  23,  but  with  grooved  opal  lids,  instead  of  glass  lids 

3J  inches  diam.,  1J  inches  high 


3/-  each 


19-21,  Wilson  Street,  Finsbury,  London,  E.C. 
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26  Esmarch’s  GLASS  DISHES,  shallow  damp  chambers,  for  potato  cultivation  (fig.  26) — 


Diam.  of  cover  dish 

...  2 

91 

4 

5 

6 

7 

8 

9 

10  inches, 

Depth  of  inner  dish 

3 

...  ? 

1 

1 

1 

1 

1 

1 

2 

2 

3 

31  „ 

Per  dozen... 

...  3/4 

3/6 

4/3 

4/10 

7/- 

8/9 

13/6 

16/- 

18/- 

20/ 

28/10 

27  SQUARE-SHAPED  DOUBLE  DISHES  (fig.  27)— 

Length.  Breadth.  Depth. 

3 3 1 inches  ...  ...  each,  1/4 

4 4 1 , ...  ...  „ 2/2 

28  SET  OF  SIX  SQUARE  JARS,  3J  by  1J  inches,  with  drop  on  covers,  fitted  in  a teak  wooden  stand 

(fig.  28)— 


Per  set 


9/- 


29 


SET  OF  FOUR  GLASS  POTS,  4 by  1J  inches,  with  air-tight  grooved  lids,  fitted  in  a teak  wooden  stand 
(fig.  29)— 


Per  set  ...  ...  ...  8/- 


26 


29a  SLIDE  HOLDERS,  for  2 slides  3 by  1 inches,  of  fine  white  glass — 


3|-  inches  high  inside 


7/-  per  dozen. 


10 
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Troughs. 


30  GLASS  TROUGHS,  for  staining,  to  hold  slides  3 by  1 inches,  with  6 pairs  of  bars  (fig.  30) — 

Each  ...  ...  ...  ...  8/' 

31  Ditto  (fig.  31),  to  hold  slides  3 by  1 inches — 

With  4 5 6 grooves. 

4/11  5/2  6/4  each. 


32 


Ditto 


with  cut  grooves  for  cover  glasses  16  m/m,  square  or  round,  for  staining  (fig.  32)- 

With  6 8 pairs  of  grooves. 

2/9  3/3  each. 


33  PORCELAIN  TROUGHS  (fig.  33),  3J  by  2J  by  If  Jnches,  with  grooves  inside,  for  holding  five 
micro  slides — 

Per  dozen  ...  ...  ...  16/- 


33 


34  LABELS  FOR  SLIDES,  on  white  paper  with  black  lines,  gummed  and  cut  ready  for  use- 

f by  f inch  £ by  £ inch. 

Per  100  ...  3d.  3d. 


i) 


1,000 


2/6 


2/6 


19-21,  Wilson  Street,  Finsbury,  London,  E.C. 
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35  PORCELAIN  TROUGH,  with  25  divisions,  for  paraffin  embedding  ... 


each  5/- 


36  SHALLOW  GLASS  DISHES,  3J  by  1\  inches  inside,  for  micro  slides,  polished  sides  and  bottom 

(fig.  36)- 

Per  dozen  ...  ...  ...  8/- 

36 


37  GLASS  TROUGHS,  square,  with  cover  (fig.  37)- 


Length 

• • • 

30 

40 

50 

60 

70  m/m 

Breadth 

30 

40 

50 

60 

70  „ 

Depth 

... 

30 

40 

50 

60 

70  „ 

Each 

• • • 

1/9 

2/3 

3/3 

3/6 

4/3 

38  GLASS  SPECIMEN  DISHES,  with  well-fitting  cover  with  knob  (fig.  38) — 


Height, 
4 inches 


^2  >> 
H n 


Diameter. 

5 inches. 

6 „ 


38 

39  TRAYS,  for  staining  and  dissecting,  with  lip  (fig.  39) 

Sizes  in  inches. 

H by  H 


7 

8 

9 

10 

12 

13 

15 

17 

21 

25 


D 


5 

6 

7 

n 

9 

10 
„ 13 
„ 15 
„ 17 
„ 21 


)> 


Each. 

103. 

1 A 
1/2 
1/6 
2/2 
2/11 
3/10 
4/10 
6/10 
9/9 
17/6 


37 


Each. 

4/6 

6/- 

7/4 


40.  STRONG  LABORATORY  ZINC  TROUGHS,  with  zinc  handles  and  strong  zinc  lids- 

30  by  18  by  12  inches  ...  ...  each  21/- 


12 
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Culture  Tubes,  Lifters,  Scissors,  etc. 


41  Professor  Marshall  Ward’s  CULTURE  TUBES  (fig.  41) 

42  Pasteur’s  CULTURE  TUBES  (fig.  42)  ... 


> > 


43 

44  Miquel’s 

45  Chamberlaind’s 

46  Lipez’s 

47  Soyka’s 


j; 


jj 


(fig.  43)  ... 
(fig.  44)  ... 


per  dozen  7/- 

„ 6/6 

„ 12/6 

„ 8/- 

,,  6/- 

„ 12/6 

15/- 

„ 10/- 

6/3 

„ 31- 

„ 6 /- 


dropping, 


12/- 


„ (fig.  46)  ... 

„ (fig.  47)... 

48  Duclaux’s  MICRO  BIOLOGICAL  TUBES  (fig.  48)  ... 

49  Chalk’s  DROPPING  BOTTLES,  1 oz.  capacity  (fig.  49) 

50  DROPPING  BOTTLES,  patent,  with  slot  in  stopper,  1 or  2 oz.  (fig.  50) 

51  Ditto  ditto  about  J oz.  capacity  (fig.  51) 

52  BOTTLES,  stoppered,  with  long  corkscrew  rod  attached  to  stopper,  fo 

1 oz.  capacity 

53  Set  of  Six  PIPETTE  BOTTLES,  fitted  in  a polished  wooden  stand,  with  glass  cover  (fig.  53)  ...  each  set  4/6 

54  TURNTABLES,  best  make  (fig.  54)  ...  ...  ...  ...  each  3/6,  5/-  and  7/6 

55  Aylward’s  CONCENTRIC  TURNTABLE  ...  ...  ...  ...  each  15/6 

56  RAZORS,  best  quality,  in  cases  ...  ...  ...  ...  each  1/-;  per  dozen  10/6 

57  SCISSORS,  straight  (fig.  57)... 

58  Ditto  curved  (fig.  58)  ... 

59  SCALPELS,  best  quality,  any  kind  as  figured  (1  to  19) 

60  NEEDLES  or  TEASERS,  ordinary  quality,  mounted  in  polished  wooden  handles 

per  dozen  1/-;  per  gross  9/- 

61  Ditto  ditto  mounted  in  polished  wooden  handles,  best  quality,  and 

well  finished  (fig.  61)  ...  ...  ...  ...  ...  ...  per  dozen  2/- 

62  LANCET-POINTED  NEEDLES  (fig.  62)  ...  ...  ...  ...  „ 9/- 

63  NEEDLE  HOLDERS,  Bone,  with  screw  cap  ...  •••  •••  •••  each  6fi. 

64  PITH,  | to  J inch  thick  ...  ...  ...  •••  Per  bundle,  in  neat  cardboard  box,  10d. 


each  1/- ; very  finest  quality  2/- 

„ 1/5;  „ „ 3/3 

each  1/5 


19-21,  Wilson  Street,  Finsbury,  London,  E,C. 
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57 


58 
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GEORGE  MORTON  & Co., 


Forceps. 

65  STEEL  FORCEPS,  with  fine  points,  4 inches  long  (fig.  65) 


66 

Ditto 

ditto 

with  broad  points,  4 inches  long  (fig.  66)  ... 

67 

Ditto 

ditto 

for  cover  glass  (fig,  67) 

68 

Ditto 

ditto 

for  cover  glass,  after  Carnot  (fig.  68) 

69  FORCEPS,  Nickel-plated,  for  holding  slides,  to  stand  up  (fig,  69) 


per  dozen  10/- 
„ 10/- 

each  2/2 

„ 2/4 

„ 2/- 


Lifters. 


70  LIFTERS,  Aluminium,  very  light,  bent  or  straight — 

Small. 

Per  dozen  ...  ...  2/6 

71  Ditto  Nickel,  with  handles,  straight  (fig.  71) — 


72 

73 


74 

75 


Medium. 

3/9 


Large. 

4/9 


Each 


l/u 


7. 

8 

1/5 


-§  inch  wide. 


1/2 


Ditto 

Ditto 


Ditto 

Ditto 


Nickel,  with  handles,  bent,  ^ inch  wide 

Nickel,  with  handles,  bent  at  each  end,  one  end  Ar 
other  -§  inch  wide  (fig.  73) 

same  as  No.  73,  without  handles  (all  Nickel) 

After  Born  (fig.  75) 

76  Valentin’s  SECTION  KNIFE  (fig.  76)... 

77  POTATO  KNIVES 

78  EBONITE  RINGS,  for  cell  making,  various  sizes  (fig.  78) 

79  GLASS  RINGS,  for  cell  making  (fig.  79) 

80  CAMEL  HAIR  BRUSHES 

81  CORKS,  for  mounting  objects 

82  TEST  TUBES,  for  Bacteriological  work,  stout,  6 by  f inches  ... 

83  PLATINUM  NEEDLES,  fitted  in  glass  handles  ... 


inch  wide 


and  the 


each  1/4 

each  2/9 

„ 1/2 
„ 2/9 

„ 12/3 

„ 6d. 

per  dozen  4d. 
„ 1/6 
„ 6d. 

„ 3d. 

per  gross  4/6 
per  dozen  9/- 


Collecting  Sticks. 

84  COLLECTING  STICK,  with  spoon,  bottle  and  cutting  hook  ...  ....  ...  each  17/4 

85  Ditto  ditto  with  spoon,  bottle  and  cutting  hook,  grapnel  and  net  (fig.  85).,.  ,,  27/- 


19-21,  Wilson  Street,  Finsbury,  London,  EC 
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76 


85 
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GEORGE  MORTON  & Co., 


Moulds,  Diamonds,  etc. 


86 

87 

88 

89 

90 

91 


MOULDS  or  EMBEDDING  FRAMES,  of  stout  sheet  brass,  for  paraffin  blocks,  adjustable 
(fig.  86) 

Ditto  ditto  after  Eilhart-Schulze,  consisting  of  two  right  angle  pieces  of 

ground  glass,  and  zinc  plate  (fig.  87)  ... 

Ditto  ditto  same  as  No.  87,  but  the  angles  of  stout  brass  instead  of  glass 

DIAMONDS,  for  writing  on  glass,  best  make... 

Ditto  Glaziers’,  for  cutting  glass  ...  ...  ...  •••  each 

MOUSE  HOLDER,  after  Kitasto  (fig.  91)  ... 


each  1/3 

each  set  3/8 

„ 21- 

each  3/2 

6/4  to  8/- 

each  8/- 


91 


19-21,  Wilson  Street,  Finsbury,  London,  E C. 
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Water  Baths. 

92  WATER  BATH,  for  paraffin  embedding,  after  Lothar  Meyer,  10J  inches  long,  9 inches  wide, 

2f  inches  high,  of  stout  brass,  with  cast  top  plate,  which  has  seven  various  sized  openings, 
two  larger  ones  with  capsules,  five  hemispherical  capsules  of  nickel,  and  a bath  5|  inches 
long,  4 inches  wide,  2f  inches  deep  ; drawer  for  drying  plates,  etc.,  chimney  and  handles 
(fig.  92)  ...  ...  ...  ...  ...  ...  ..  each  52/6 

93  WATER  BATH,  improved  form,  16  inches  long,  7\  inches  wide  at  the  top,  4 inches  deep,  to 

take  funnels  6 inches  diameter,  and  two  smaller  ones  2J  inches  diameter,  with  various 
openings  for  evaporating  basins,  etc.,  as  shown  in  the  three  illustrations;  on  stand,  with- 
out burner  (fig.  93)  ...  ...  ...  ...  ...  ...  each  38/- 

94  Ditto  same  as  No.  93,  with  constant  level  arrangement  ...  ...  ...  extra  3/3 

95  CAST  IRON  WATER  BATHS,  cylindrical,  enamelled  inside,  two  handles  and  copper  rings,  and  flange  to 

fit  on  tripod  stand  (fig.  95)  — 


Diameter 

5 

(^3 

6 

u2 

inches. 

2/9 

3/3 

3/9 

4/3 

4/6 

each. 

Tripod  Stands 

...  1/2 

1/2 

1/4 

1/4 

1/5 

each  extra. 

93 
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GEORGE  MORTON  & Co , 


Magnifiers  Lenses,  etc. 


96 

BUFFALO  HORN  POCKET  MAGNIFIER,  botanical,  single  lens 

(fig.  96). 

Diameter  of  Lens  f 

3 7 1 

¥ S 1 

H H 

1 3 
-*-1 

2 inches. 

Price  ...  ...  6/3 

6/6  6/6  9- 

14/6  20/- 

21/6 

34/ - per  dozen 

97 

Ditto  (same  as  No.  96)  but  2) 

lenses  (fig.  97)  .../  ^ ' 

13/6  14/-  14/6 

17/6  36/- 

45/- 

63/ 

98 

Ditto  (same  as  No.  96)  but  3)  ; 

lenses  (fig.  98)  ...  1 

20/-  20/-  21/- 

34/9  42/- 

60/- 

86/- 

99 

MAGNIFIERS,  Buffalo  Horn 

J inch  diameter,  Single 

... 

1/-  each 

100 

Ditto  ditto  (fig.  100) 

° • 71  77 

Double 

... 

1/9  „ 

101 

Ditto  ditto  (fig.  101) 

• • 7 7 7 7 

Treble 

. . . 

2/9  „ 

102 

CODDINGTON  LENSES,  very  powerful, 

in  nickel-plated  mounts  (fig.  102). 

5 

8 

1 inch  diameter. 

Each  ...  2/6 

3/- 

103 

LENSES,  very  powerful,  in  nickel-plated  mounts,  closing  with  caps  (fig.  103). 

Diameter  of  Lens 

Jin. 

each  4/10 

7 77 

fin. 

„ 6/- 

7 7 7 7 

f in. 

„ 6/10 

104 

STANHOPE  LENSES,  nickel  mounts  (tig.  104). 

Diameter  of  Lens 

§ inch 

J inch. 

Each 

3/3 

3/9 

105 

TRIPOD  MAGNIFIERS,  brass  (fig.  105). 

Diameter 

l5/^  inch 

per  dozen 

15/ 

106 

CODDINGTON  LENSES,  nickel  mounts, 

very  powerful  (fig.  106). 

Diameter  of  Lens 

1 inch 

If  inch. 

Each 

6 1- 

7/6 

107 

WATCHMAKERS’  EYE  GLASSES  (fig. 

107). 

Diameter 

7 

8 

1 

17.6 

inches. 

Bone 

10- 

ii/- 

13/- 

per  dozen. 

Horn 

7/- 

8/- 

9/- 

> ; 

19-21,  Wilson  Street.  Finsbury,  London,  E.C. 
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5ets  of  Microscopic  Instruments  in  Cases- 

108  LEATHER  CASE,  containing  1 pair  straight  ordinary  scissors,  1 pair  forceps,  ordinary 

needle  in  handle,  1 lancet  pointed  needle,  and  1 scalpel,  complete  (fig.  108)  ...  each  6/7 

109  POLISHED  WOODEN  CASE,  containing  1 pair  straight  ordinary  scissors,  1 pair  forceps, 

1 scalpel,  1 round  needle,  1 lancet  pointed  needle,  1 section  lifter,  complete  ...  ,,  7/- 

110  POLISHED  WOODEN  CASE,  containing  1 round  needle,  1 bent  needle,  1 lancet  pointed  ,, 

needle,  1 half-lancet  pointed  needle,  1 scalpel,  1 forcep,  1 pair  fine  straight  scissors, 

1 pair  fine  bent  scissors,  1 glass  rod,  complete  ...  ...  ...  ,,  13/6 


n 


111  The  above  CASE  (No.  110)  with  razor  extra  (fig,  111).,, 


tf  • 


• ♦ • 


17/6 
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GEORGE  MORTON  & Co., 

112  POLISHED  WOODEN  CASE,  containing  1 pair  straight  nickel  scissors,  2 pair  forceps,  1 round 

needle,  1 lancet  pointed  needle,  2 scalpels  and  1 section  lifter  (fig.  112)...  ...  each  15/- 

113  LEATHER  CASE,  containing  1 razor,  1 round  needle,  1 bent  needle,  1 lancet  pointed  needle, 

1 half-lancet  pointed  needle,  2 scalpels,  1 pair  forceps  with  fine  points,  1 pair  forceps 

with  broad  points,  1 section  lifter  and  1 pair  fine  straight  scissors  (fig.  113)  ...  ,,  25/- 


112 


113 


19-21,  Wilson  Street,  Finsbury,  London,  E.C. 
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Catgut  Boxes. 


CATGUT  BOXES,  for  preserving  sewing  silk  in  antiseptic  solution, 
having  knob). 

(Box  shapi 

e,  with  well  fitting  lid, 

External  box  measurements,  Height 

4 

4| 

4f 

5 inches. 

Length 

9 

7 

10 

Width 

4 

4f 

6 

6J 

The  glass  boxes  only  (fig.  114) 

3/9 

6/6 

7/3 

10/-  each  in  white  glass 

4/2 

7/3 

8/- 

11/3  ,,  amber  ,, 

CATGUT  BOXES,  for  preserving  sewing  silk  in  antiseptic  solution,  complete  with  fittings  (fig.  115). 

External  Box  measurements,  Height 

4 

41 

^4 

41 

^4 

5 inches. 

Length 

61 

9 

7 

10  „ 

Width 

4 

4| 

6 

62  >> 

With 

2 

3 

4 

6 reels. 

Each 

7/4 

10/6 

12/6 

17/6  white  glass. 

Each 

8/- 

12/- 

14/- 

19/-  amber  „ 

22 

116 

117 

118 

119 

120 

121 

122 

123 

124 

125 

126 

127 

128 

129 


GEORGE  MORTON  & Co., 


Microscopic  Lamps. 

MICROSCOPIC  LAMPS,  polished  brass 
Size  No.  0,  in  tin  box 
,,  ,,  1,  lacquered  iron 

,,  ,,  2,  polished  brass,  no  box 

,,  ,,  3,  large  polished  brass,  stand,  with  ring  at  top  of  stand,  no  box 

4 

11  >1  1 11  11  )1  11  11  )> 

p; 

11  11  U1  11  1 J ?,  ,,  5,  ,, 

,,  ,,  6,  brass,  stand,  horse  shoe  shape,  ,,  ,,  ,, 

Pine  cases  for  above  lamps  4/3  extra. 

Dr.  LASSAR’S  MICROSCOPIC  LAMP  for  gas  (fig.  117) 

Ditto  ditto  ,,  petroleum  (fig.  118)  ... 


each  7/6 

„ 6/9 

„ 8/6 
„ 12/6 
„ 15/- 
„ 21/- 
„ 21/- 


each  36/  - 
..  24/- 


Microscopical  Sundries. 

EYE  PIECES  (fig.  119)...  ...  ...  ...  ...  each  7/-,  10/6  and  15/6 


ABBE  CAMERA  LUCIDA,  Carl  Zeiss’s  (fig.  120)  ...  ...  ...  each  53/- 

Bernhard’s  Adjustable  and  Inclinable  DRAWING  TABLE  (fig.  121)  ...  ...  ,,  63/- 

HiEMACYTOMETER,  Thoma’s  (fig.  122)  ...  ...  ...  ...  „ 50/- 

MOUSE  GLASS,  wire  gauze  cover,  with  Bayonet  catch  (fig.  123)  ...  ...  ,,  5/- 

Ditto  ditto  (fig.  124),  8 in.  high  by  4 in.  diameter  ...  ,,  1/10 

8 in,  high  by  6J  in.  diameter  ...  ,,  2/6 

COUNTING  APPARATUS,  after  Esmarch,  on  support  (fig.  125)  ...  ...  ,,  18/- 

Ditto  the  same  as  above  to  hold  in  the  hand  ...  ...  ,,  12/- 

Ditto  Wolfhugel’s,  on  polished  board  with  drawer,  with  divided 

counting  plate,  20  cm.  sq.  (fig.  127)  ...  ...  ,,  12/- 

Ditto  arranged  so  that  the  counting  plate  is  clamped  to  a hinged 

frame  (fig.  128)  ...  ...  ...  ,,  14/- 

APPARATUS  TO  FILTER  clear  Agar-Agar  (fig.  129)  ...  ...  ...  ,,  18/- 


19-21,  Wilson  Street,  Finsbury,  London,  E.C. 
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130  NOSE  PIECES,  double  (6g.  130),  12/- ; Triple 

131  STAGE  MICROMETER  (glass)... 

132  Ditto  (brass)... 

133  EYE  PIECE  MICROMETER  ... 


each  21/6 
per  doz.  18/-,  24/-  and  36/- 
per  dozen  27/- 
from  each  7/6 


130 
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GEORGE  MORTON  & Co., 


Live  Boxes- 

134  LIVE  BOXES,  brass,  (fig.  134) 

135  Ditto  ditto  large  size 


134 


each 

>5 


3/6 

4/6 


Anatomical  Syringes. 

136  SYRINGES,  brass,  for  injecting  (fig.  136),  with  4 plain  pipes  and  stopcock,  1 oz.,  in  leather  case,  each  15/- 


137 

Ditto 

ditto 

ditto  ,, 

6 

>5 

ditto 

2 „ 

ditto 

21/- 

138 

Ditto 

ditto 

ditto  „ 

6 

55 

ditto 

4 „ 

ditto 

25/- 

139 

Ditto 

ditto 

ditto  ,, 

6 

5 5 

ditto 

6 „ 

ditto 

30/- 

136 


Air  Pump. 

140  AIR  PUMP,  mahogany  base,  3 J inch  bell  glass  receiver  ...  ...  ...  each  21/- 


Stage  Forceps. 


Hi  STAGE  FORCEPS,  brass 


each  5/3 


19-21,  Wilson  Street,  Finsbury,  London,  E.C. 
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Camera  Lucida,  etc. 


142  ABBE  CAMERA  LUCIDA,  Carl  Zeiss’s  (fig.  142)  ... 

143  CAMERA  LUCIDA,  Wollaston’s  (fig.  143) 

144  Beale’s  CAMERA  LUCIDA,  neutral  tint  reflector 

145  SPOT  LENS,  simple  form,  8/3  ; Standard  fittings 

146  PRISM,  Amici’s,  for  substage  of  microscope  (fig.  146) 

147  Ditto,  ditto  on  stand,  for  oblique  illuminations  ... 

148  PARABOLIC  REFLECTOR  (fig.  148)  ... 

149  Ditto  ditto  Wenham’s,  with  adjustable  stop  (fig.  149) 

150  GROWING  CELL,  for  preserving  objects  alive  in  water  for  many  days  (fig.  150) 

151  LIFE  SLIDE  (fig.  151) 

152  COMPRESSOR,  Wenham’s,  for  use  with  Wenham’s  Parabola  (fig.  152) 

153  SPRING  CLIP,  for  holding  cover  glasses  down  on  slides 


each,  53/- 

„ 10/6 

„ 8/3 

„ 15/- 

„ 40/- 

40/- 
„ 25/- 

„ 31/9 

11/4 
„ 3/6 

„ 6/- 

» 2d. 


150 


151 


152 
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154 

155 

156 

157 

158 

159 

160 

161 

162 

163 

164 

165 

166 

167 

168 

169 

170 

171 

172 

173 

174 

175 

176 

177 


GEORGE  MORTON  & Co., 


Zoophyte  Troughs. 

ZOOPHYTE  TROUGHS,  small  half  circle,  on  3 by  1 inch  slips  (fig.  154) 
Ditto  large  half-circle  or  square,  on  3 by  1 inch  slips... 

Ditto  on  3 by  1 inch  slips,  thin  front  glass 

SQUARE  OR  HALF  CIRCLE,  on  3 by  1J  inch  slips 
ZOOPHYTE  TROUGHS,  3 by  2 inch,  with  plate  and  wedge 


per  dozen,  5/6 

„ 8/3 

„ 12/- 
18/- 
each,  6/8 


Mounting  Table. 

MOUNTING  TABLE,  for  microscopic  objects,  with  spirit  lamp,  for  cementing  cells  on  glass  slips...  each  10/- 


Condensers. 


Sundries. 


POLARISING  PRISMS,  unmounted,  per  pair  ... 

• B * 

small,  13/- 

; Lrge, 

16/- 

SECTION  CUT1ING  MACHINES,  brass 

, , , 

... 

each, 

10/€ 

COLLECTING  BOX  IN  ZINC,  for  keeping  insects  relaxed,  8J 

by  4|  inches 

... 

> t 

4/6 

ENVELOPES,  containing  large  assortment  of  Micro.  Labels... 

# • • 

per  dozen  packets, 

6/- 

BOOKS  on  the  Microscope,  by  Cooke  or  Wood  ... 

• • • 

. . . 

each, 

1/- 

THERMOMETER,  engraved  on  stem,  thin,  all  glass  — 

100°  C 200°  C 

300’  C 

Each  ...  2/-  2/4 

2/8 

ENTOMOLOGICAL  PINS  (finest  quality) 

per 

ounce, 

2/6 

POLARIZING  APPARATUS 

• • . 

each, 

25/- 

MICROMETRIC  EYE-PIECE 

... 

13/S 

MICROMETER  MILLIMETER,  divided  in  10  parts 

• • • 

... 

n 

9/- 

Ditto  ditto  divided  in  100  parts 

... 

... 

n 

10/- 

MICROSCOPIC  PHOTO  SLIDES  ... 

per 

dozen, 

12/- 

/ 

Abbe  Condensers. 


ABBE  CONDENSERS,  with  Iris  diaphragm,  giving  any  desired  aperture,  rotating  fitting,  on 
swinging  aim 

Ditto,  with  central  light  stops,  on  swinging  arm,  to  fit  in  carrier 
Ditto,  without  Iris  diaphragm 

Ditto,  without  Iris  diaphragm,  but  with  stops  ... 

Patent  Silver  Reflector,  with  cap,  24/- 


25/- 

28/- 

19/- 

22/- 


19-21,  Wilson  Street,  Finsbury,  London,  E.C. 
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Microscopic  Objects. 

178  There  being  an  endless  variety  of  specimens  and  subjects,  a detailed  list  is  quite  impossible.  When  ordering 
these  it  is  advisable  to  mention  the  class  or  subject  required,  when  the  nearest  obtainable  will  be  sent. 


Prices— 

Small  size,  for  use  with  small  Foreign  Microscopes  ...  ...  ...  per  dozen  2/3 

3 by  1 inch  objects,  assorted  subjects,  in  boxes  of  one  dozen  ...  ...  ...  „ 6/9 

3 by  1 inch  objects,  various,  Botany,  Physiology,  Anatomy,  Entomology,  Geology, 

Mineralogy,  Diatoms,  etc.,  etc.  ...  ...  ...  ...  ...  „ 12/- 

3 by  1 inch  objects,  ditto,  ditto,  selected  ...  ...  ...  ...  ,,  18/- 

3 by  1 inch  Microscopic  PHOTOS,  large  variety  ...  ...  ...  ...  each  3/- 

Micrometers,  to  l-100th  or  l-l,000ths  or  millimeters,  on  3 by  1 in.  glass  slips  ...  ,,  3/- 

Selenite  plates,  on  3 by  1 in.,  glass  slips  ...  ...  ...  ...  ,,  1/6 


The  “ Pathological  ” Series  of  Microscopic  Objects. 

179  So  complete  are  they  that  few  connoisseurs  have  ever  got  together  anything  so  inclusive.  A Medical  man 
possessed  of  such  a collection  need  not  be  without  a clear  conception  of  the  nature  of  every  organ  and 
tissue.  A student  with  such  a collection  could  scarcely  fail  in  any  examination  in  Histology. 

The  complete  collection  of  116  subjects  on  72  slides,  in  a pine  cabinet,  47/6. 


1A  SERIES.  Unmounted  Microscopic  Objects.  V-  ™ 


180  Already  prepared,  and  with  concise  Instructions  for  Mounting.  1/-  each  series. 


Series. 

Series. 

Series. 

A 

12 

Miscellaneous  Objects 

R 

6 

Minerals 

II 

12 

Puccinias 

B 

12 

Microscopic  Seeds 

S 

12 

Zoophytes 

JJ 

12 

Miscellaneous 

C 

12 

Ferns,  showing  fructifi- 

T 

12 

Miscellaneous  Objects 

KK 

12 

Animal  Hairs 

cation 

U 

12 

Miscellaneous  Objects 

LL 

12 

Marine  Objects 

D 

12 

Zoophytes 

V 

6 

Dissections  of  Cock- 

MM 

12 

Ferns 

E 

9 

Starches,  warranted  true 

• 

roach 

NN 

12 

Micro  Fungi 

F 

12 

Vegetable  Hairs  and 

w 

6 

Dissections  of  the 

00 

12 

Micro  Seeds 

Scales 

Cricket 

PP 

9 

Polarising  Objects 

G 

12 

American  Leaves  with 

X 

12 

Feathers 

QQ 

12  Leaf  Appendages 

Hairs,  etc. 

Y 

9 

Decoloured  and  Stained 

RR 

6 

Minerals 

H 

12 

Animal  Hairs 

Leaves 

SS 

12  Miscellaneous 

I 

6 

Spicules  of  Gorgonia,  etc. 

Z 

12 

Various  Botanical 

TT 

12 

Miscellaneous 

J 

6 

Palates  of  Mollusca 

AA 

6 

Hive  Bee  Dissections 

UU 

6 

Dissections  vario 

K 

12 

Fish  Scales  and  Skin 

BB 

6 

Blowfly  Dissections 

Insects 

L 

12 

Mosses  and  Hepatics 

cc 

6 Dytiscus  Dissections 

VV 

9 

Starches 

M 

12 

Micro  Fungi 

DD 

12 

Miscellaneous 

WW 

12 

Miscellaneous 

N 

12 

Marine  Objects 

EE 

12 

Textile  Fibres 

XX 

12 

Feathers 

0 

9 

Polarising  Objects 

FF 

6 

Diatomacea 

YY 

12 

Fern  Spores 

P 

12 

Pollens 

GG 

9 

Starches 

ZZ 

12 

Miscellaneous 

Q 

12 

From  Lepidoptera 

HH 

6 Spicules 

The  above  Sets  in  boxes,  containing  double  the  quantity,  2/-  per  box. 
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The  “Huxley”  Series  Unmounted  Objects. 


181 

I. 

12 

Miscellaneous 

V. 

CONTAINING  — 

12  Pollens  and  Seeds 

IX. 

10 

Legs  and  Feet  Insects 

II. 

10 

Wings  various  Insects 

VI. 

6 

Dissections  Blowfly 

X. 

6 

Dissections  Hive  Bee 

III. 

6 

Diatoms 

VII. 

9 

Foraminifera 

XI. 

12 

Miscellaneous. 

IV. 

12 

Miscellaneous 

VIII. 

12 

Miscellaneous 

XII. 

6 

Dissections  of  Dytiscus 

Price  1/-  per  packet. 


Slide  Trays,  Cases  and  Cabinets. 


182 

183 

184 

185 

186 

187 

188 

189 

190 

191 

192 

193 

194 

195 

196 


FLAT  CARDBOARD  TRAYS,  with  openings  in  covers,  to  hold  20  slides,  3 by  1 finch,  lying 

flat,  covers  hinged  each  side  as  fig.  182  ...  ...  ...each, 

Ditto  as  No.  182,  to  hold  12  slides,  3 by  1^  inch  ...  ...  ...  ,, 

Ditto  with  covers  hinged  one  side,  to  hold  20  slides,  3 by  1 inch  ...  ...  ,, 

Ditto  as  No.  184,  to  hold  12  slides,  3 by  1 \ inch  ...  ...  ,, 

Ditto  fitted  with  separate  divisions  ^ and  covers  without  openings  for  20  slides, 

3 by  1 inch,  form  of  fig.  186  ...  ...  ...  ...  ,, 

Ditto  as  No.  186,  to  hold  14  slides,  3 by  1|-  inch  ...  ...  ...  ,, 

POCKET  CASE,  to  hold  12  slides,  3 by  1 inch,  (fig.  188)  ...  ...  ...  ,, 

Ditto  to  hold  8 slides,  3 by  1^  inch  ...  ...  ...  ...  ,, 

CLOTH-COVERED  CASE,  fitted  with  trays  to  hold  50  slides,  3 by  1 inch,  lying  flat,  in 

separate  division,  as  fig.  190  ...  ...  ...  ,, 

Ditto  as  No.  190,  to  hold  100  slides,  3 by  1 inch  ...  ...  ...  ,, 

Ditto  as  No.  190,  to  hold  200  slides,  3 by  1 inch  ...  ,, 

Ditto  as  No.  190,  to  hold  300  slides,  3 by  1 inch  ...  ...  ...  ,, 

CASES,  cloth  covered,  fitted  with  extra  well-finished  trays,  to  hold  36  slides,  3 by  1 inch,  lying 

flat,  in  6 trays,  form  of  fig.  190  ...  ...  ...  ...  ,, 

Ditto  as  No.  194,  to  hold  72  slides,  in  12  trays  ...  ...  ...  ...  ,, 

Ditto  as  No.  194,  to  hold  144  slides,  in  24  trays  ...  ...  ...  ...  ,, 


5Jd. 

5}d. 

6d* 

6d. 

7d. 

7Jd. 

1/2 

1/2 

3/- 

4/11 

8/6 

12/4 

2/6 

3/11 

7/6 


186 
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197 

POLISHED  MAHOGANY  CASES,  fitted  with  extra  well-finished  trays,  to  hold  36  slides, 

3 by  1 inches,  lying  flat,  form  of  fig.  190 

198 

Ditto 

same  as  No.  197,  to  hold  72  slides,  3 by  1 inches 

199 

Ditto 

same  as  No.  197,  to  hold  144  slides,  3 by  1 inches 

200 

CASE, 

BOOK  FORM,  to  hold  50  slides,  3 by  1 inches,  on  edge,  as  fig.  200 

20L 

Ditto, 

ditto, 

to  hold  50  slides,  3 by  1 inches,  on  edge,  as  fig,  201 

202 

Ditto, 

ditto, 

to  hold  100  slides,  3 by  1 inches,  on  edge,  as  fig.  202 

203 

Ditto, 

ditto, 

same  as  No.  202,  to  hold  200  slides,  3 by  1 inches 

204 

Ditto, 

ditto, 

to  hold  200  slides,  3 by  1 inches,  on  edge,  opening  both  sides  (fig.  204) 

205 

Ditto, 

ditto, 

to  hold  100  slides,  3 by  1J  inches,  on  edge,  form  of  fig.  202 

206 

Ditto, 

ditto, 

to  hold  200  slides,  3 by  1 inches  (fig.  206) 

each,  8/6 

„ 10/6 

„ 18/6 

» 2/6 

2/6 
„ 4/- 

» 7/- 

7/9 
„ 4/6 

„ 7/10 
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207 

CLOTH  COVERED  CABINET  (form  of  fig.  207),  fitted  with  groovings, 
3 by  1 inch,  opening  both  sides 

to  hold  200  slides, 

each 

9/- 

208 

Ditto  for  100  slides,  opening  one  side  (fig.  208) 

• • • • • • 

>» 

7/2 

209 

Ditto  50  ditto  (fig.  209) 

...  ... 

ff 

3/7 

210 

Ditto  CASE,  to  hold  100  slides,  3 by  1 inch,  on  edge,  each  division  numbered  (fig.  210) 

i f 

2/6 

211 

Ditto  for  50  slides  (fig.  211) 

...  ... 

j> 

1/10 

212 

SMALL  CASE  FOR  THE  POCKET,  to  hold  25  slides  (fig.  212)  .. 

• » • • • • 

j t 

lid. 

213 

Ditto  for  12  slides 

• • • • • • 

) f 

7d. 

214 

WOODEN  CASES,  cloth  covered,  for  holding  slides  to  be  . sent  through  the  post  (fig.  214) 
for  10  slides 

tt 

5d. 

215 

Ditto  for  15  slides 

• • • • 

j> 

5Jd. 

216 

Ditto  for  30  slides 

• • • • • • 

j> 

8Jd. 

217 

POST  CASES  for  single  slides 

per 

dozen 

4 /- 

218 

Ditto  for  2 slides 

. . . 

> > 

5/- 

219 

Ditto  for  3 slides 

6/- 

210 


211 
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220 

CLOTH 

COVERED  CASE  (fig.  220),  fitted  with  5 of  the  trays 

No.  182,  to  hold  100  slides 

each 

4/2 

221 

Do. 

fitted  with  10  of  the  trays  No.  182,  to  hold  200 

slides 

... 

M 

7/2 

222 

Do. 

do.  5 do.  186 

do.  100 

do. 

... 

) ) 

5/8 

223 

Do. 

do.  10  do.  186 

do.  200 

do. 

... 

9/8 

224 

POLISHED  PINE  CASES  (fig.  224)  to  hold 

3 

6 

12  dozen  slides. 

3 by  1 

3 by  1 

3 by  1 in. 

Each 

2/4 

3/- 

5/- 

225  POLISHED  PINE  CABINET  with  brass  handles,  lock  and  key,  to  hold  1000  slides 

3 by  1 in.  ...  ...  ...  ...  ...  ...  ...  ,,  75/- 

226  MAHOGANY  CABINET,  opening  both  sides,  to  hold  500  slides  (fig.  226)  ...  ...  ,,  32/- 

227  CASE,  of  well-finished  oak,  fitted  with  hinged  front  and  lid,  with  3 handles,  to  hold  500 

slides,  3 by  1 inches,  25  trays,  each  tray  holding  20  slides  (fig.  227)  ...  ...  ,,  29/3 

228  SLIDE  CABINETS,  polished  pine,  lock  and  key  and  flush  handle.  (Glass  or  wooden  doors). 


(fig.  228)  to  hold 

200 

250 

300 

400 

500 

1000 

2000  slides  3 by  1 in 

Each 

26/6 

33/9 

39/- 

48/- 

50/- 

80/- 

143/- 

227 
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226  224 


Rocking  Microtomes. 


229 

ROCKING  MICROTOME  (fig.  229),  with  improved  clamp  and  arrangement  for  holding  the 
arm  in  position  while  adjusting  the  object  before  it  is  cut  ... 

each 

75/- 

230 

Ditto  with  orientating  apparatus  or  adjustable  object  holder 

9 ) 

90/- 

231 

ORIENTATING  APPARATUS,  if  adapted  to  the  rocking  arm  of  microtomes  of  earlier 
make  than  1894 

9 9 

27/6 

232 

LARGE  ROCKING  MICROTOME 

155/- 

233 

ROCKING  MICROTOME  (fig.  233),  new  pattern,  to  cut  flat  sections,  with  large  orientating 
object  holder  and  1 razor 

99 

170/- 

231 

RAZOR  for  microtome 

9 9 

2/9 

235 

OBJECT  HOLDER  for  small  wooden  Blocks 

99 

16/6 

229 


19-21,  Wilson  Street,  Finsbury,’  London,  EC. 
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Cathcart  Microtome  and  Accessories. 


236 

CATHCART  (Improved)  MICROTOME  with  spray  bellows  Ether  points,  2 clamps, 
bottle,  tube  for  holding  paraffin  blocks  and  2 tubes  for  making  paraffin  blocks 

ether 

each 

21/- 

237 

Ditto  with  spray  bellows,  ether  points,  2 clamps,  ether  bottle,  tube  for  holding  paraffin 
blocks  and  L shaped  moulds  for  embedding 

jj 

21/- 

238 

The  above  instrument  arranged  as  a freezing  microtome  only 

... 

>> 

17/6 

239 

Ditto  ditto  as  embedding  ditto 

... 

jj 

15/- 

240 

PROFESSOR  RUTHERFORD’S  SECTION  KNIFE  ... 

... 

j j 

51- 

241 

PLANE  IRON  SECTION  KNIFE  in  handle,  2J  in.  wide 

... 

jj 

2/9 

242 

RAZOR,  ground  flat  on  one  side 

... 

jj 

1/4 

243 

ETHER  POINTS  (extra  set)  ... 

... 

j j 

21- 

244 

CABINET  to  contain  microtome,  bottle,  clamps,  bellows  and  knife,  in  separate  compartments 

j j 

51- 

245 

PLAIN  WOODEN  CASE  to  contain  microtome,  with  division  for  plane  iron  knife 

• • • 

j > 

1/9 

246 

SET  STONE,  with  cover,  for  setting  plane  iron  knives  ... 

... 

jj 

4/9 

247 

ARKANSAS  STONES  for  setting  Rutherford  knives  and  razors  ... 

... 

6/-  to  10/- 

248 

METHYLATED  SULPHURIC  ETHER  ... 

per  lb. 

1/8 

249 

GUM  MUCILAGE  solution 

per  2 

oz.  bottle  5d. 

250 

CELLOIDIN 

per  cake 

4/6 

251 

PARAFFIN,  soft  and  hard  (ordinary)  44°,  46°,  49°,  51°,  55° 

• • • 

per  lb. 

1/- 

252 

Ditto  ditto  (Grubler’s)  melting  point,  45°,  52°,  58°.. . 

• • • 

jj 

3/2 

253 

LEATHER  SHEATHS  for  section  knives  ... 

each 

9d. 

254 

SPRAY  BELLOWS 

jj 

3/6 

255 

STROP  for  microtomes  (Heidelberg  Form),  fig.  255 

u 

7/- 

256 

RED  PASTE  for  strop 

• • • 

per  box  9d. 

We  can  supply  Microtomes  by  any  Maker  at  their  List  Prices. 


233 
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Zeiss’  Microscopes. 


257 

257  Stand  IVa,  inclinable,  with  oatclamping  lever,  fixed  stage,  90  by  90  mm.  (3^  by  3^in.) 

Coarse  adjustment  by  rack  and  pinion,  fine  adjustment  by  means  of  a micro- 
meter screw  with  divided  head,  Abbe  illuminating  apparatus  with  condenser 
system  of  T20  mm.  aperture,  with  Iris  diaphragm 

258  The  same  Stand  with  swing-out  condenser  of  T20  mm.  aperture,  and  stationary  Iris 

diaphragm 

259  Stand  IVb,  similar  to  IVa,  but  without  Abbe  illuminating  apparatus.  This  is  replaced 

by  the  ordinary  plane  and  concave  mirror  with  universal  motions  and  the 
ordinary  cylinder  diaphragm,  which  is  fixed  to  the  under  surface  of  the  stage  by 
a bayonet  joint.  This  arrangement  permits  of  a rapid  interchange  of  the 
diaphragm  for  the  simplified  Abbe  illuminator  (condenser  system  of  T20  mm. 
aperture,  with  centrally  fixed  Iris  diaphragm).  With  cylinder  diaphragm,  in 
mahogany  cabinet  ... 


£10  15  0 
12  0 0 


7 10  0 


The  prices  of  Stands  do  not  include  any  optical  or  mechanical  parts  beyond  those  enumerated  in  the  above 
specifications.  Suitable  combinations  are  to  be  found  under  Nos.  264  and  265. 


19-21,  Wilson  Street.  Finsbury,  London,  E.C. 
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260  STAND  Via,  fixed  stage,  80  by  80  mm.  (3J  by  3^  in.),  rack 

and  pinion  coarse  and  micrometer  screw  fine  adjustment. 
The  tube  when  fully  extended  is  160  mm.  (6J  in.)  long. 
(The  correct  position  of  the  tube  when  a revolving  nose- 
piece  is  being  used  is  shown  by  a mark  cut  into  the  Draw 
Tube.)  This  Stand  is  inclinable.  Illumination  by  means 
of  a combined  plane  and  concave  mirror,  which  is 
movable  in  all  directions.  Cylinder  diaphragm  in  sliding 
sleeve,  as  with  Stand  IVb,  attached  to  the  lower  side  of 
the  stage  by  a bayonet  joint.  When  extremely  oblique 
illumination  is  required  the  two  set  screws  by  which  the 
sleeve  is  fixed  may  be  unscrewed  and  the  sleeve  can  then 
easily  be  entirely  removed.  The  cylinder  diaphragm  may 
be  readily  removed  and  replaced  by  an  Iris  cylinder 
diaphragm  or  the  Illuminator  No.  19  (of  numerical 
aperture  l’O).  With  ordinary  cylinder  diaphragm 

261  With  Iris  cylinder  diaphragm  in  place  of  the  ordinary 

cylinder  diaphragm  ... 

262  STAND  Via,  Illuminator  No.  19  fitted  with  Iris  diaphragm 

and  ordinary  Cylinder  diaphragm 

263  STAND  via,  Illuminator  No.  19  (with  Iris)  and  Iris  Cylinder 

Diaphragm 


£5  5 0 

5 13  0 

6 7 0 
6 15  0 


Stand  Via  is,  owing  to  its  compactness,  particularly  adapted  as  a small  laboratory  and  Travelling 
microscope  (vide  Johne,  Deutsche  Zeitschrift  f.  rJ  hiermedicin  u.  vergl.  Pathologic,  Vol.  20  pp.  418 — 423,  1894). 
It  admits  of  the  use  of  even  the  highest  powers,  but  is  not  adapted  for  work  with  large  culture  plates,  photo- 
micrography and  special  investigations  necessitating  the  employment  of  any  of  the  appliances  Nos.  17,  18,  and 
20  to  23. 

The  prices  of  Stands  do  not  include  any  optical  or  mechanical  parts  beyond  those  enumerated  in  the 
above  specification. 

264  HUYGHENIAN  EYEPIECES,  ZEISS.’  We  supply  these  for  use  with  the  ordinary  achromatic  objectives. 
Their  focal  lengths  and  magnifications  are  shown  in  the  following  table — - 


Eyepiece  No. 

Focus  in  mm. 

Eyepiece  magnification 
Price 

265  ZEISS’  ACHROMATIC  OBJECTIVES— 


Desig- 

Numerical 

nation. 

aperture. 

Dry  Series 

a. 

— 

55 

a2 

— 

55 

a3 

— 

55 

a* 

— 

5 5 

aa 

0-17 

5 5 

A 

0*20 

55 

AA 

0*30 

55 

B 

0*35 

55 

C 

0*40 

5 5 

D 

0*65 

55 

DD 

0*85 

5 ) 

E 

0*85 

5 5 

F 

0*85-0*90 

Water 

Immersion 

1 

D* 

H 

J 

0*75 

1*15—1*20 

1*15—1*20 

^Homogeneous 

i 

1*25 

Immersion 

• • • 

TV 

1 

c 

2 

3 

4 

5 

50 

40 

30 

25 

20 

3 

4 

5*5 

7 

9 

7/- 

each 

• 

Price 

Price 

Equivalent 

without 

with 

focal  length. 

Correction. 

Collar. 

40 

m/m 

( 1 is  in.) 

12/- 

— 

35 

m/m 

(If  in.) 

12/- 

— 

30 

m/m 

(1J  m-) 

12/- 

— 

38- 

-26 

m/m 

(1£  in.— 

-1  in.) 

40/- 

— 

26 

m/m 

(1  in.) 

27/- 

— 

18 

m/m 

(f  in.) 

24/- 

— 

18 

m/m 

(i  in-) 

30/- 

— 

12 

m/m 

d i“-) 

30/- 

— 

7 m/m  (9sv  in.) 

36/- 

— 

4*3 

m/m 

(i  in.) 

42/- 

— 

4*3 

m/m 

(i  in.) 

54/- 

74/- 

2*7 

m/m 

(v  in.) 

66/- 

86/- 

1*85 

m/m 

(tt  in.) 

84/- 

104/- 

4*3 

m/m 

(i  in.) 

75/- 

— 

2*4 

m/m 

(tV  in.) 

110/- 

130/- 

1*8 

m/m 

(tt  in.) 

144/- 

164/- 

2*0 

m/m 

(iV  in.) 

160/- 

— 
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Table  of  Magnification  of  the  Achromatic  Objectives  with  the  Huyghenian  Eye-pieces  calculated  for  a 

tube  length  of  160  m/m  and  an  image  distance  of  250  m/m. 


Eye-piece  : 

1 

2 

3 

4 

5 

a* 

7 

10 

15 

20 

a. 

a. 

11 

16 

23 

30 

a2 

a, 

20 

30 

40 

50 

a3 

a* 

4—8 

7—14 

10-  20 

15—30 

a* 

aa 

25 

35 

47 

60 

77 

aa 

A,  AA 

37 

50 

70 

90 

115 

A,  AA 

B 

60 

85 

115 

145 

185 

B 

C 

105 

145 

200 

265 

325 

C 

D,  DD,  D* 

175 

240 

325 

420 

540 

D,  DD,  D* 

E 

280 

390 

535 

680 

865 

E 

F 

415 

585 

790 

1000 

1275 

F 

H 

320 

440 

610 

770 

985 

H 

J 

430 

585 

810 

1030 

1315 

J 

TV 

385 

530 

730 

925 

1180 

tV 

Reicherts  Microscopes. 
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266  MICROSCOPE  STAND  No.  V. 

Small  pharmaceutical,  coarse  ad- 
justment by  freely  sliding  body 
tube,  fine  adjustment  by  micro- 
meter screw,  concave  mirror,  not 
laterally  adjustable,  with  objec- 
tives (small  aperture)  Nos.  3,  7 ; 
Eye  pieces  Nos.  II.,  IV. 

£3  13  6 

Magnifications  from  40  to  650. 

267  MICROSCOPE  STAND  No. 
III.  for  bacteriological  research, 
with  inclining  movement,  coarse 
adjustment  by  rack  and  pinion, 
fine  adjustment  by  micrometer 
screw,  cylinder  diaphragm,  Abbe’s 
condenser  with  Iris  diaphragm, 
without  oblique  illumination, 
adapted  to  be  raised  and  lowered, 
mirror  plane  and  concave 

£5  17  6 


Revolving  Nose  Piece  for  three 
Objectives — Nos.  3 7a 

17/6  36/9 

Eye  Pieces,  Nos.  II.,  IV. 


objectives 
Homog.  18b) 

100/.  I 


14  6 
7 14  3 
0 13  6 


Magnifications  from  50  to  1,200. 


Total,  £15  9 9 


19-21,  Wilson  Street,  Finsbury,  London,  E.C. 
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268  PRICES  OF  REICHERTS  ACHROMATIC  OBJECTIVES. 


Numbers  of 
the  Objectives. 

Equivalent  Focal 
distance  in  millimeters 

Equivalent  Focal 
distance  in  inch. 

Numerical  Aperture. 

Price. 

- 

DRY  OBJECTIVES. 

£ s. 

d. 

0 

lA 

J 40-0 

lS/s 

— 

Single 

Double 

( 

0 11 
0 17 

6 

9 

1 

} 30-0 

l1/ 

017 

Single 

/ 

0 11 

6 

2 

Double 

l 

0 17 

9 

3 

15-5 

7s 

0-35 

0 17 

9 

4 

9-2 

v3 

0-45 

1 6 

0 

**4b 

4c 

j 12-1 

V* (**) 

0-35 

/ 

i 

1 6 
0 17 

0 

9 

5 

5-4 

Vs 

0-77 

1 9 

6 

6 

4-3 

Vs 

0-85 

1 11 

6 

7 

7a 

2-8 

3-6 

7 

7, 

1 0-87 

/ 

i 

1 11 
1 17 

6 

9 

8 

o.o 

Vxo 

0-90 

1 16 

9 

8a 

2-8 

v9 

0-90 

2 2 

3 

9 

9* 

| 2-0 

v» 

0-95 

{ 

2 14 

3 13 

9 

9 

Water  Immersion  Objectives. 

10 

10* 

j 1-8 

V» 

from  DIO 

to  D20 

3 13 

4 14 

9 

9 

New  Homogeneous 

Immersion  Objectives 

(Semi- Apochromatic  Objectives). 

15 

3-0 

V7 

\ 

8 8 

6 

16 

2-5 

Vxo 

Vx2 

from  D30 

to  D35 

7 7 

6 

18 

1-8 

8 8 

6 

19 

1-2 

Vx8 

10  10 

6 

15b 

30 

V; 

5 5 

3 

16b 

18b 

2-5 

1-8 

Vxo 

Vx2 

*-  from  1*20 

to  D25 

4 4 

5 5 

3 

3 

19b 

1-2 

VxS 

8 18 

9 

(*)  The  Objectives  marked  * are  provided  with  coverglass  correction. 


(**)  This  Objective  divides  ; by  removing  the  two  front  lenses  a low-power  objective  is  obtained,  giving  the 
same  magnification  as  No.  1. 


Cover-glass  correction  for  Objectives  Nos.  5,  6,  7 a and  8a 


• i » 


extra  £1  Is, 
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269 

270 

271 

272 

273 

274 

275 

27*6 

277 

278 

279 

280 


GEORGE  MORTON  & Co., 


REICHERT  S HUYGHENIAN  EYEPIECES— 


Eyepiece  No. 

1. 

II. 

hi. 

Focal  length  in  millimeters 

50 

40 

30 

Focal  length  in  inches 

2 

H 

n 

Magnification  of  the  Eyepiece 

3 

4 

5k 

Price,  6/10  each. 


Magnifying  Power  Of  the  Objectives,  with  Huyghen’s  Eye  Pieces  and  a Tube-length  of  160  m/m — 

Numbers  Eye  Piece  Compensating 

of  the  — Eye  Piece 


Objectives. 

I. 

II. 

III. 

IV. 

V. 

No.  12 

0 

10 

12 

Dry  Series. 
16 

22 

— 

— 

y 

20 

25 

30 

40 

55 

— 

2 

30 

35 

40 

50 

70 

— 

3 

A \ 

50 

65 

80 

100 

130 

— 

4 

4b/ 

70 

85 

100 

120 

160 

200 

4c  J 
5 

120 

145 

170 

210 

280 

350 

6 

170 

220 

250 

340 

380 

500 

7a} 

250 

300 

340 

440 

570 

700 

y 

330 

450 

500 

620 

780 

1000 

9 

430 

450 

620 

800 

1100 

1400 

Water  Immersion- 
10 

500 

600 

150 

950 

1250 

1800 

New  Homogeneous  Immersion  (Semi 
17  300  370 

-Apochromatic) 

530 

610 

870 

1070 

18 

500 

600 

750 

950 

1250 

1800 

19 

600 

860 

1150  : 

L 500 

1900 

3000 

The  Homogeneous  Immersion  Objectives  Nos.  17b,  18b  and  19b  (with  less  aperture)  produce  the  same 

magnification  as  Nos.  17,  18  and  19. 

We  can  supply  Microscopes  by  any  Maker  at  their  List  Prices. 


Mounting  Media  Cements,  etc. 


BALSAM  IN  XYLOL  ...  ...  ...  ...  ...  ...  per  lb.  7/6 

BALSAM  IN  BENZOLE  ...  ...  ...  ...  ...  „ 7/6 

FARRANT’S  MEDIUM  ...  ...  ...  ...  ...  ...  „ 6/9 

GLYCERINE  JELLY  ...  ...  ...  ...  ...  ...  „ 7/6 

ZINC  WHITE  ...  ...  ...  ...  ...  ...  ...  „ 4/6 

XYLOL  ...  ...  ...  ...  ...  ...  ...  „ 2/6 

ASPHALT  ...  ...  ...  ...  ...  ...  ...  „ 2/6 

GOLD  SIZE  ...  ...  ...  ...  ...  ...  ...  „ 3/9 

CLOVE  OIL  ...  ..  ...  ...  ...  ...  „ 7/6 

ORIGANUM  OIL  (Pale)  ...  ...  ...  ...  ...  ...  „ 7/9 

GUM  ARABIC  ...  • •••  best  ordinary,  per  lb.,  2/6  ; best  white,  ,,  4/6 


19-21,  Wilson  Street,  Finsbury,  London,  E.C. 
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Cultivation  Tubes  for  Bacteria. 


281  GELATINE  TUBES,  6 by  J inch 

282  AGAR-AGAR  TUBES,  6 by  f inch 

283  OSMIC  ACID,  1%  solution... 

284  HA2MAT0XYLENE,  cryst. 


per  dozen,  3/6 ; per  gross,  37/6 
„ 3/9  „ 41/6 

...  per  ounce,  3/- 
5 grains,  1/3 


Grubler’s  Finest  Quality  Dry  Stains. 

(These  Stains  are  put  up  in  10  Gramme  Tubes,  unless  ordered  otherwise). 


grras, 

grms. 

285 

Acetinblau 

10 

8d. 

100  6/- 

286 

Acid,  carminic.  pur.  n.  P.  Mayer  1 

6d. 

10  3/11 

287 

Acridinorange 

10 

1/3 

100  10/- 

288 

Acridinrot 

10 

lOd. 

100  7/6 

289  Aethylviolett 

10 

1/2 

100  10/- 

290 

Alaun-Carmin  sicc.  “Griibler” 

10 

2/6 

100  22/- 

291 

Alizarinblau  S.  nach  Ehrlich 

10 

lOd. 

100  7/6 

292 

Alizarin  I sicc.,  Eawitz 

10 

1/4 

100  11/- 

293 

Alizarin  sulfacide,  Metschnikoff 

10 

1/2 

100  10/- 

294 

Alizarin  sicc. 

10 

1/4 

100  11/- 

295  Alizarincyanin,  Eawitz 

10 

V- 

100  9/- 

296 

Alizarinsulfosaures  Natron 

10 

1/- 

100  9/- 

297 

Alkaliblau 

10 

V- 

100  9/- 

298 

Alkanin,  fettlosl.  Rot 

10 

1/2 

100  10/- 

299 

Anilin  pur,,  hell  ... 

100 

1/4 

kg. 

1 11/- 

300 

Anilin  (-Salze)  Chlorhydrat 

10 

5d. 

grms. 

100  2/6 

301 

,,  ,,  Schwefelsaures 

10 

6d. 

100  SI- 

302 

Anilinblau,  spritlosl. 

10 

1/2 

100  10/- 

303 

,,  wasserlosl. 

10 

V- 

100  9/- 

304 

Anilin-blue-black 

10 

1/2 

100  10/- 

305  Anilingelb 

10 

lOd. 

100  HI- 

306  Anilingrun  nach  Strasburger  ... 

10 

lid. 

100  8/6 

307 

Anthracenblau,  Kaplan 

10 

lid. 

100  8/6 

308 

Auramin 

10 

lid. 

100  8/6 

309  Aurantia 

10 

1/5 

100  13/- 

310 

Azoblau 

10 

lid. 

100  8/6 

311  Azurblau  I,  Giemsa 

1 

V- 

10  60/- 

312 

Azurblau  II,  Giemsa 

1 

3/4 

10  30/- 

313 

Benzoazurin 

10 

1/- 

100  9/- 

314  Benzopurpurin,  Birch-Hirschfeld 

10 

lld, 

100  8/3 

315 

Berlinerblau 

10 

V- 

100  9/- 

316 

Biebricher  Scharlach  n. 
Griesbach 

10 

1/- 

100  9/- 

317 

Blondi-Ehrlich-Heidenhain’s 
Dreifarbgemisch  sicc.,  “ Griibler  ” 

1 

6d. 

10  4/6 

318 

Bismarckbraun,  Wiegert 

10 

7d. 

100  5/- 

319  Blackley- Blau  v,  Anilin-blue- 
black 

10 

1/2 

100  10/- 

320  Blauholzextract  v.  Campeche, 
holzextr. 

grms. 

10  1/- 

grins. 

100 

9/- 

321  Blauschwarz 

10 

lid. 

100 

8/3 

322  Bleu  de  Lyon  nach  Griesbach.. 

10 

lid. 

100 

8/9 

323  Boraxcarmin  sicc. 

1 

5d. 

10 

4/- 

324  Bordeaux  R.  nach  Griesbach  ... 

10 

lid. 

100 

8/4 

325  Brasilin  ... 

1 

lOd. 

10 

7/10 

326  Brillant-Cresylblau 

10 

1/2 

100  10/9 

327  Brillantgrun 

10 

V- 

100 

9 h 

328  Campecheholzextract,  Paneth 

10 

4d. 

100 

3/- 

329  Carmalaun  sicc.,  “ Griibler”... 

10 

21- 

100  18/- 

330  Garmin  rubr.  opt.... 

10 

1/2 

100  10/8 

331  Garmin  II. 

10 

V- 

100 

*7- 

332  Garminsaures  Ammoniak, 
Hoyer 

1 

7d. 

10 

5/4 

333  Carminsaure 

1 

6d. 

10 

3/11 

334  Garmins,  Natron  (Natron- 
Carmin)... 

1 

7d. 

10 

5/4 

335  Chinablau 

10 

1/2 

100  10/9 

336  Ghinolinblau 

1 

2/8 

10  24/- 

337  Chlorhydrinblau  nach  Kiihne 

10 

10d. 

100 

81- 

338  Ghromogen  f.  Neurogliafarbg., 
Weigert  ... 

10 

7d. 

100 

5/4 

339  Chrysamin 

10 

lOd. 

100 

7/6 

340  Chrysoidin 

10 

lOd. 

100 

7/6 

341  Coccinin... 

10 

lid. 

100 

8/9 

342  Goerulein  S. 

10 

1/- 

100 

9/- 

343  Gongorot,  Nissl. 

10 

V- 

100 

9/- 

344  Gorallin,  sprit-u.  sodalosl, 
Strasburger 

10 

lOd. 

100 

7/6 

345  Corallin,  wasserloslich 

10 

lOd. 

100 

7/6 

346  Cresylechtviolett  ... 

10 

lid. 

100 

8/4 

347  Gristallviolett 

10 

lid. 

100 

8/4 

348  Grocein  nach  Griesbach 

10 

Ud. 

100 

8/4 

349  Gurcumein  N. 

10 

7d. 

100 

5/2 

350  Gyanin  ...  ...  ;.. 

1 

2/8 

10  24/- 

351  Dahlia  ... 

10 

lid. 

100 

8/3 

352  Diamantfuchsin  ... 

353  Echtgrun  (Dinitrosoresorcin), 

10 

V- 

100 

9/- 

Plainer  ...  ... 

10 

lld. 

100 

8/3 
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grms. 

grms. 

grin  s. 

grms. 

354  Eosin  A.  G. 

10 

1/2 

100  10/ 

399  Methyl-Eosin 

10 

1/2 

100  10/9 

355  „ B.  A. 

10 

V- 

100  9/- 

400  Methyl-Grun 

10 

1/2 

100  10/9 

356  ,,  wasserloslich  gelbl. 

10 

V- 

100  9/- 

401  ,,  crist.  OO,  gelblich 

10 

1/6 

100  14/- 

357  ,,  spiritusloslich... 

10 

V- 

100  9/- 

402  Methyl-Orange 

10 

lOd. 

100  7/9 

358  ,,  blaulich,  wasserloslich... 

10 

lOd. 

100  7/6 

403  Methyl-Violett  1 B 

10 

1/- 

100  9/- 

359  ,,  rein  (franzos.  f.  Blutkp.- 

404  „ ,,  2 B 

10 

lOd. 

100  7/9 

Farbg.  ... 

10 

lid. 

100  8/3 

405  ,,  „ 5 B 

10 

lid. 

100  8/4 

360  Eosin-Methylenblau 

1 

lOd. 

10  7/6 

406  ,,  ,,  6 B Hexamethylv 

10 

1/2 

100  10/9 

361  ,,  ,,  Leishman 

1 

1/7 

10  14/- 

407  Methylen-Blau  f.  Bacillenfbg. 

362  ,,  ,,  Reuter  ... 

1 

1/7 

10  14/- 

nach  Koch 

10 

V- 

100  9/- 

363  Erythrosin,  pur  ... 

10 

1/4 

100  12/- 

408  Methylen-Blau  nach  Ehrlich  ... 

1 

6d. 

10  4/6 

364  Fluorescein  nach  Kiihne 

409  Methylen-Blau  B.  X-, 

Czaplewsky 

10 

1/4 

100  12/- 

Siegmund  Meyer 

10 

1/5 

100  13/- 

3^5  Fluorescein-Kalium 

10 

1/2 

100  10/9 

410  Methylen  Blau  medic,  pur., 

366  Fuchsin  f.  Bacillenfarbung 

10 

lOd. 

100  7/6 

Guttman  & Ehrlich... 

10 

1/6 

100  14/- 

367  ,,  S.  (Saurefuchsin) 

411  Methylenblau-Eosin 

1 

lOd. 

10  7/9 

Weigert  ... 

10 

lid. 

100  8/9 

412  ,,  Leishman 

1 

1/6 

10  14/- 

368  Gallein  en  pate 

10 

5d. 

100  3/9 

413  Methylengrun 

10 

1/2 

100  10/9 

369  ,,  sicc. 

10 

1/6 

100  13/6 

414  Methylenviolett  ... 

10 

1/2 

100  10/9 

370  Gallocyanin 

10 

lOd, 

100  7/6 

415  Mucicarmin  sicc.,  nach  P,  Mayer 

1 

lid. 

10  8/9 

371  Gentiana- Violett  , Gram.  u.  A. 

10 

lOd. 

100  7/6 

416  Muchaematein  nach  P.  Mayer 

1 

1/6 

10  14/- 

372  Goldorange  nach  Griesbach 

10 

7d 

100  5/3 

417  Muscarin 

10 

1/6 

100  14/- 

373  Hamalaun  sicc.,  “Griibler”... 

10 

2/2 

100  20/- 

418  Nachtblau 

10 

1/2 

100  10/6 

374  Hamatein  puriss.  nach  P.  Mayer 

1 

1/2 

10  10/- 

419  Naphtalinrot,  pur. 

1 

1/6 

10  14/- 

375  Hamatein- Ammon,  puriss. 

420  Naphtylaminbraun  n.  O.  Kaiser 

10 

lOd. 

100  7/9 

nach  P.  Mayer 

1 

1/1 

10  10/- 

421  Naphtylamingelb  (Naphtolgelb) 

10 

lOd. 

100  7/9 

376  Hamatoxylin  puriss.  cristall. 

10 

2/3 

100  21/- 

422  Naphtylenblau  R.  in  Cristall, 

10 

1/2 

100  10/6 

377  ,,  „ (dunkel) 

10 

2/1 

100  19/4 

423  Neutralrot  rein  nach  P.  Ehrlich 

378  Hamatoxylin-Eosin 

10 

2/7 

100  29/- 

f.  Inj.  in  vital.  Gew.  zu 

379  Helianthin 

10 

7d. 

100  5/3 

Granulargb.-Farbg.  ... 

1 

4d. 

10  SI- 

380  Hess.  Bordeaux  ... 

10 

1/1 

100  10/ 

424  Nigrosin... 

10 

lOd. 

100  7/9 

381  Hexamethylviolett  v. 

425  Nilblau-Ghlorhydrat 

10 

1/5 

100  13/- 

Methylviolett  6 B 

10 

1/2 

100  10/9 

426  Nilblau-Sulfat 

10 

1/3 

100  11/10 

382  Hofmann-Violet  ... 

10 

1/1 

100  10/- 

427  Orange  G. 

10 

7d. 

100  5/2 

383  Janusgrun 

10 

lid. 

100  8/9 

428  Orcein  pur.,  Israel,  Unna  u.  A... 

1 

7d. 

10  5/2 

384  Jenner’s  Stain 

1 

lOd. 

10  7/9 

429  Orcein  spec.  f.  Elastinfarbung 

385  Indig-Carmin  (indigschwefls. 

Unna 

1 

7d. 

10  5/2 

Natr.) 

10 

1/5 

100  13/- 

430  Orseille,  Extract 

10 

5d. 

100  4/- 

386  Indulin  ... 

10 

1/2 

100  10/9 

431  Patent-Saure-Rubin, 

387  Jodeosin  sicc. 

10 

1/5 

100  13/- 

Kultschitzky 

10 

lOd. 

100  7/9 

388  Jodgrun,  Griesbach  u.  A., 

432  Phenosafranin 

10 

1/2 

100  10/10 

(-Ersatz)... 

10 

1/6 

100  14/- 

433  Pikrinsaure 

10 

4d. 

100  SI- 

389  Kernschwarz 

10 

4d. 

100  3/- 

434  Pikrinsaures  Ammoniak  ... 

10 

1/2 

100  10/8 

390  Kresofuchsin 

l 

lOd. 

10  7/9 

435  Phloxinrot,  Birch-Hirschfeld  ... 

10 

1/2 

100  10/8 

391  Lichtgrun  F.  S.,  Benda  u.  A.  ... 

10 

lOd. 

100  7/9 

436  Pikrocarmin  sicc.  nach  Cuccati 

1 

lOd. 

10  7/9 

392  Magdalarot,  echt  ... 

1 

1/5 

10  13/- 

437  ,,  ,,  nach  Hoyer 

1 

lOd. 

10  7/9 

393  ,,  des  Handels 

10 

1/4 

100  12/- 

438  ,,  ,,  nach  P.  Mayer 

1 

lid. 

10  8/9 

394  Magentarot 

10 

1/2 

100  10/3 

439  ,,  ,,  nach  Ranvier 

1 

lid. 

10  8/9 

395  Malachitgrun 

10 

1/- 

100  9/- 

440  Pikrolithioncarmin  sicc., 

396  Martiusgelb 

10 

lOd. 

100  7/9 

“Griibler” 

1 

lOd. 

10  7/9 

397  Metanilgelb,  orystall.  Ia, 

441  Ponceau  P.  R. 

10 

lOd. 

100  7/9 

Griesbach 

10 

lid. 

100  8/6 

442  Purpurin  sicc.  opt. 

1 

1/5 

10  13/- 

398  Methylblau 

10 

1/3 

100  11/3 

443  Pyronin,  Pappenheim 

10 

1/2 

100  10/9 
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444 

Resorcin  Fuchsin... 

grms. 

1 

lOd. 

grms. 

10  7/9 

445 

Rosanilin  (-Base)  ... 

10 

1/5 

100  13/- 

446  Rosanilinchlorhydrat 

10 

lid. 

100  8/6 

447 

Rosanilin,  pikrinsaures 

10 

1/5 

100  13/- 

448 

,,  salpetersaures 

10 

1/2 

100  10/9 

449 

,,  schwefelsaures 

10 

1/2 

100  10/9 

450 

Rosanilin-Violett,  Hanstein  ... 

10 

1/6 

100  14/- 

451 

Rosazurin  B. 

10 

1/6 

100  14/- 

452 

Rosazurin  G. 

10 

1/6 

100  14/- 

45B 

Rose  bengale  nach  Griesbach  .. 

10 

1/3 

100  11/10 

454  Rotviolett  5 R.  S.,  Unna 

10 

lid. 

100  8/9 

455 

Rubin  S... 

10 

lid. 

100  8/9 

456 

Rutheniumrot  (Mangin) 

0 1 

4/6 

— 

457 

Safranin  O,  wasserloslich, 
Pfitzner,  Fleming  ... 

10 

1/2 

100  10/10 

458 

Safranin,  rein  (Phenosafranin) 

10 

1/2 

100  10/10 

459 

,,  spiritusloslich 

10 

1/3 

100  11/4 

460 

Saurefuchsin 

10 

lid. 

100  8/9 

461  Sauregrun 

10 

lOd. 

100  7/9 

462 

Saureviolett,  1897,  Ers.  f. 
Hofmann-Blau 

10 

lOd. 

100  7/9 

463 

Saureviolett,  Kiihne 

10 

1/2 

100  11/- 

464 

Saurebraun 

10 

lOd. 

100  7/9 

465 

Scharlach  R,  Michaelis 

grms. 

10 

1/2 

grms. 

100  11/- 

466 

Schwarzbraun,  Kiihne 

10 

1/2 

100  11/- 

467 

Silbernitrat-Ammoniak  nach 
Fajerzstajn 

1 

1/6 



468 

Smaragdgrun 

10 

lOd. 

100  7/9 

469 

Solidgrun 

10 

lOd. 

100  7/9 

470 

Spiller’s  Purple 

1 

2/- 

10  18/- 

471 

Sudan  III  z.  Fettfarbung  nach 
Daddi 

10 

1/- 

100  9/- 

472 

Thiazinbraun 

10 

lOd. 

100  7/9 

473 

Thiazinrot 

10 

lOd. 

100  7/9 

474 

Thionin.  pur.,  Ehrl.,  Hoyer 
Heidenhain 

1 

8d. 

10  6/- 

475 

Toluidinblau,  Hoyer 

10 

1/3 

100  10/6 

476 

Tropaolin,  OO  and  OOO 

10 

lOd. 

100  7/9 

477 

Uranin  ... 

10 

1/2 

100  10/6 

478 

Vesuvinbraun  nach  Koch 

10 

lOd. 

100  7/9 

479 

Victoriablau  4 R.,  Lustgarten  ... 

le 

1/3 

100  11/4 

480 

Violanilin-Base,  Spalteholz  ... 

i 

1/- 

10  9/- 

481 

Violettschwarz 

10 

1/- 

100  9/- 

482 

Wasserblau,  Unna  u.  A. 

10 

1/2 

100  10/9 

483 

Wollschwarz,  Loffler,  f.  Bact.- 
Geisseln 

10 

lOd. 

ICO  7/9 

New  Stains 


484  Methylenblau-Eosin  (Reuter) 

grms. 

1 

1/6 

grms. 

10  14/- 

485  Garmin  rubr.  opt.  ... 

10 

1/3 

100  11/- 

486  „ II. 

10 

1/2 

100  10/6 

487  Gyanin  ... 

1 

2/3 

10  20/- 

488  Alkallabuminat  ... 

10 

2/3 

100  20/- 

489  Gocain,  hydrochl.  pur  sol 
(nominell) 

1 

1/2 

10  10/9 

490  Curare,  lecht 

1 

4/- 

10  35/- 

491  Acid  Ormicum 

» 1 12/- 

— 

492  „ 

4 

3/3 

— 

(Just  Added). 


grais.  grms. 


493 

Acid  Ormicum 

i 

u 

1/6 

— 

494 

,,  ,,  1 % Solution  ... 

10 

1/2 

— 

495 

Alcohol  Methylic  pur.,  Analy, 

100 

1/- 

kilo. 

1 9/- 

496 

Argent,  Nitric,  crist. 

1 

4d. 

grms. 

“ 10  SI- 

497 

Bergamattol 

10 

7d. 

100  si- 

498 

Lacmoid  puriss.  ... 

1 

3d. 

io  2/3 

499 

Nelkenolla  dopp,,  rect. 

100 

3/- 

kilo. 

1 24/- 

Grubler’s  Paraffin  Wax. 


501 

502 


Per  lb. 

Per  lb. 

60°  c. 

'...  3/- 

503  Paraffin 

filtr.  Alb.  Schmelzp  45p  c. 

2/9 

58°  c. 

2/9 

501 

„ „ 40°  c. 

2/9 

52°  c. 

2/9 

505 

,,  „ 36°  c. 

3/6 

PART  II. 


PRICE  LIST 

OF 

ANATOMICAL,  PATHOLOGICAL  & MUSEUM 

SPECIMEN  JARS 

(ROUND,  OVAL,  AND  RECTANGULAR  FORM). 

MICROSCOPICAL  BOTTLES 

WITH  VERY  WIDE  NECKS. 


JARS  SUITABLE  FOR  NATURAL  HISTORY, 

BOTANICAL  MUSEUMS,  Etc. 
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GEORGE  MORTON  & Co., 


price  Zist  of  Specimen  Jars  and 

Microscopical  SBottles. 

, -«♦«.  0 ^ ^ t ^ ^ ^ , 

^•r  ♦ * ♦ « ♦ ♦ ♦ <T  ♦ ♦ A '>•’  • • V • • ♦ ♦ « • 

Specimen  Bottles,  etc. 

During  the  past  few  years,  we  have  had  so  many  enquiries  for  a Stoppered  Bottl  with  a very  wide  neck 

4 

that  it  has  induced  us  to  produce  this  kind  of  bottle  in  five  sizes: — 2,  4,  8,  12  and  20  ounce  capacity.  The  bottles 
are  made  of  the  best  English  white  flint  glass,  and  are  very  accurately  stoppered. 

Although  they  are  of  a special  make  and  have  extra  wide  necks,  they  are  only  the  same  price  as  an  ordinary 
wide-necked  bottle. 

We  feel  quite  certain  that  these  bottles  will  be  found  very  useful  in  the  various  Laboratories  of  Universities, 
Colleges,  Hospitals,  etc.,  and  hope  to  be  favoured  with  a trial  order 


505  GEORGE  MORTON  & Co.’s  SPECIAL  STOPPERED  BOTTLES,  with  extra  wide  necks,  for  Microscopical 

work  (Fig.  505)  — 


Sizes 

2 

4 

8 

12 

20  ounces. 

Height  from  top  of  stopper  to  bottom 

H 

H 

6 

7 inches. 

,,  shoulder  to  bottom  (holding  capacity) 

n 

91 

"8 

3* 

4|  M 

Diam.  of  neck  (inside) 

H 

if 

91 

^8 

2| 

2f  „ 

,,  at  bottom 

2 

9 1 
J2 

21 

-'s 

3* 

°8  ’■ 

Price,  per  dozen 

4/- 

4/6 

5/10 

7/3 

8/10 

„ gross 

48/- 

50/- 

C5/- 

80/- 

100/- 

2 & 4 ounce  shape ; squat  form ; very  wide  necks.  8,  12  k 20  ounce  shape  ; higher  form;  very  wide  necks. 


19-21,  Wilson  Street,  Finsbury,  London,  E.C. 
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506.  HOLLOW-GROUND  FLAT-HEAD  STOPPERED  BOTTLES,  with  very  wide  necks,  extra  fine  quality 
glass,  for  Botanical  and  Microscopical  work  (Fig.  506) — 


Height  from  shoulder  to  bottom . . . 

1 

4 

2 

H 

^2 

2f 

3 

3f 

4 

41 

5 

6 

inches. 

Diam.  at  Bottom  ... 

1 

4 

2 

4 

2f 

3 

H 

3f 

4 

41 

^2 

5 

6 

>> 

Capacity 

1 

4 

2 

4 

6 

8 

10 

12 

16 

25 

32 

40 

50 

60 

ounces, 

Per  dozen 

5/-  5/9 

6/- 

7/- 

8/- 

9/- 

10/- 

11/- 

12/- 14/- 

18/-  25/- 

30/-  40/- 

Any  other  size  made  to  order. 


506 


506a  PATENT  SAFETY  VALVE  BOTTLES  (Fig.  506a). 

To  open,  raise  lever  and  push  clamp 
off  sideways. 


Capacity 

...  2 

4 

8 

12 

20 

30  ounce. 

Per  dozen 

...  4/- 

51- 

6/- 

7/- 

81- 

9/- 

506a 
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507  LABORATORY  AND  CHEMICAL  BOTTLES,  manufactured  from  the  finest  white  crystal  glass,  free  from 
lead,  with  accurately  fitting  stoppers.  (Flat-head  stoppers  or  square-head  stoppers  both 
same  price) — 


Capacity  in  ounces 

..  2 

4 

6 

8 

10 

12 

Price  per  dozen  for  wide  necks  (Fig.  507  or 

507a),..  2/10 

3/3 

4/- 

4/6 

5/- 

5/3 

Price  per  dozen  for  narrow  necks  (Fig.  507b 

or  507c)  2/8 

3/- 

3/9 

4/3 

4/9 

5/- 

Capacity  in  ounces 

...  16 

20 

25 

32 

48 

60 

Price  per  dozen  for  wide  necks  (Fig.  507  or 

507a). ..  6/- 

6/6 

9/- 

10/6 

16/- 

20/- 

Price  per  dozen  for  narrow  necks  (Fig.  507b  or  507c)  5/6 

6/- 

8/9 

9/6 

14/6 

19/- 

(Any  other  size  made  to  order). 


508  BOTTLES,  with  polished  wood  top  and  cork,  for  samples,  etc.  (wide  mouth)— 


Sizes  ...  \ 1 

Per  dozen...  1/9  1/10  2/- 


2 3 4 6 

2/-  2/6  2/8  3/2 


8 ounce. 


508 


19-21,  Wilson  Street,  Finsbury,  London,  E.C 
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509 


510 


BOTTLES,  with  Enamel  names  (any  kind  of  name,  all  same  price),  finest  white  crystal  glass  (Fig.  509). 
Very  best  quality  ; wide  or  narrow  necks ; narrow  neck  shown  in  figure — 

Capacity  ...  2 4 6 8 10  12  15  20  25  32  ounces. 

Per  dozen  ...  12/9  13/9  15/6  17/3  18/-  19/-  20/-  21/-  23/-  25/3 

(Any  other  size  to  order). 

BOTTLES,  with  Labels  etched  on  by  the  Sand  Blast  Process  (any  kind  of  name,  all  same  price,  very  best 
quality,  wide  or  narrow  necks,  narrow  neck  bottle  shown  in  the  Fig.) — - 

Capacity  ...  2 4 6 8 10  12  15  20  25  32  ounces. 

Per  dozen  ...  6/10  7/3  8/-  8/6  9/-  9/3  10/-  10/6  13/-  14/6 

(Any  other  size  to  order). 


511  SPECIMEN  BOTTLES,  finest  white  glass,  with  contracted  necks,  and  hollow-ground  flat-head  stoppers. 
Wide  necks  (Fig.  511),  or  narrow  necks  (Fig.  511a),  both  same  price — 

Size  in  inches. 


Height  ... 

2 

2 

2£  3 

3 

4 

4 5 

6 

6 

6 7 

7 inches, 

Diam.  ... 

i 

3 

¥ 

1 1 

1 

3 

¥ 

i 

1 

u n 

H 

2 

2J  2 

„ 

3/10 

4 h 

5/-  5/- 

5/3 

5/6 

5/6 

6/- 

7/3  7/6 

10/6 

11/- 

1L/3  11/9 

12/- 

Height  ... 

8 

8 

9 9 

10 

10 

10 

12 

12 

14 

16 

18  inches 

Diam.  ... 

2 

H 

H 2f 

2i 

3 

4 

3 

4 

4 

4 

1 

Per  dozen 

14/- 

15/- 

17/-  20/- 

18/- 

22/- 

30/- 

24/- 

40/- 

42  /• 

45/- 

50/- 

(Any  other  size  made  to  order). 


511a 


511 
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GEORGE  MORTON  & Co., 


/ 


512  SACH  S DOUBLE  BELL  JARS  (Fig.  512),  for  the  cultivation  of  Plants  under  coloured  liquids — 


Height  inches. 
10 
10 
12 
12 
12 
12 
11 
14 
14 
16 
16 
16 
16 
20 
20 


Diam.  inches. 
6 
7 

5 

6 

7 

8 
8 
9 

10 

6 

7 

8 

9 

8 

10 


Price  each. 

13/- 

14/- 

13/ 

13/6 

14/6 

25/- 

30/- 

35/- 

40/- 

14/- 

15/- 


33/- 

38/- 

40/- 

60/- 


Specimen  Jars,  with  Contracted  Necks 

(SQUAT  form;. 

513  SPECIMEN  JARS,  manufactured  from  the  finest  white  soda  glass,  with  contracted  necks  and  hollow- 
ground  stoppers  (Fig.  513) — 


Height 

2f 

H 

4 

4 

5 

5 

6 

6 

6 

8 

8 

8 

8 inches, 

Diam. 

2J 

Si- 

3 

4 

4 

5 

4 

5 

6 

5 

6 

7 

8 „ 

Per  dozen  ... 

11/- 

12/- 

14/- 

17/6 

20/- 

34/- 

21/- 

35/ 

38/- 

37/- 

48/- 

70/- 

82/- 

(Any  other  size  made  to  order). 


513 


19-21,  Wilson  Street,  Finsbury,  London,  E.C. 
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Bell  Jars. 


514  BELL  JARS,  with  knob,  used  for  covering  microscopes,  etc.  (Fig.  514) — 


514 


Internal  height 

...  5 

5 

6 

6 

6 

6 

7 

8 

7 

8 

8 

6 

inches. 

„ diam. 

...  3 

5 

3 

4 

6 

8 

4 

4 

5 

6 

8 

10 

> > 

Price  each 

...  9d. 

1/1 

1/- 

1/1 

1/9 

2/6 

1/3 

1/9 

2/- 

2/1 

2/9 

3/5 

Internal  height 

...  8 

8 

9 

10 

10 

10 

12 

12 

14 

16 

18 

20 

inches. 

,,  diam, 

...  10 

12 

8 

6 

8 

10 

6 

8 

10 

12 

12 

12 

Price  each 

...  3/8 

5/4 

3/9 

2/6 

4/6 

4/9 

3/3 

4/6 

8/3 

14/- 

18/- 

21/- 

(Any  other  size  made  to  order). 


Exhibition  Jars. 


515  BOTTLES,  for  Exhibition  purposes  (Fig.  515),  finest  white  crystal  glass,  with  ground  on 
air-tight  stopper,  on  which  the  jar  stands — 


Height 

5 

6 

7 

9 

10 

10  inches. 

Diam. 

2 

n 

3 

4 

4 

*2  >> 

Price  per  dozen 

7/9 

9/- 

15/- 

19/- 

20/- 

30/- 

Height 

12 

12 

16 

18 

18 

20 

Diam. 

4 

5 

5 

6 

7 

7 

Price  per  dozen 

33/ 

36/- 

(Any  other 

45/ 

size 

54/-  60/- 

made  to  order). 

65/- 
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Anatomical,  Pathological  & Museum  Specimen  Jars. 

516  SPECIMEN  JARS,  of  the  finest  white  crystal  glass  (Figs.  516,  517,  518  and  519)  — 


Height' 

. i 

1 

2 

2 

Diam 

i 

1 

i 

1 

Price  per  dozen,  complete,  with) 
covers  (Fig.  516).  J 

3/- 

3 /- 

3/- 

Price  per  dozen,  with  hollow- ] 
ground  stoppers  (Figs.  517, 
518  or  519).  J 

-5/- 

5/- 

5/- 

5/ 

Height 

3 

4 

4 

4 

Diam. 

O 

O 

1 

*2 

2 

Price  per  dozen,  complete,  with' 
covers  (Fig.  516). 

\ v- 

5/6 

6/ 

6/3 

Price  per  dozen,  with  hollow-^ 
ground  stoppers  (Figs.  517, 
518  or  519).  j 

j 10/- 

7/3 

8/- 

8/6 

Height 

5 

5 

5 

5 

Diam.  •••  ••• 

31 

•4 

4 

5 

6 

Price  per  dozen,  complete,  with^ 
covers,  (Fig.  516).  J 

15/ 

22/- 

26/- 

Price  per  dozen,  with  hollow-  \ 
ground  stoppers  (Figs.  517, 
518  or  519)  J 

18/- 

19/- 

34/- 

37/- 

2 

2i 

91 

2 2 

3 

3 

3 inches 

2 

1 

2 

H 

1 

1J 

2 „ 

4/10 

4 1- 

5/- 

6/6 

71- 

4 /- 

4/10 

5 /• 

51- 

5/- 

6 /- 

8/9 

9/- 

5/3 

71- 

7/6 

4 

4 

4 

5 

5 

5 

5 

5 inches. 

2J 

3 

4 

1 

4 

2 

2i 

3 „ 

7/- 

8/- 

12/- 

4/9 

6/3 

71- 

7/6 

9/- 

10/- 

10/6 

16/ 

7/3 

8/6 

9/- 

12/ 

12/3 

6 

6 

6 

6 

6 

6 inches 

n 

[2 

3 

>31 

°2 

4 

5) 

V- 

71- 

10/- 

12/- 

13/6 

14/9 

9/- 

10/- 

13/- 

14/6 

19/- 

20/- 
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19-21,  Wilson  Street.  Finsbury,  London,  E.C. 


Anatomical,  Pathological  and  Museum  Specimen  Jars — Continued. 


7.1: 


Height... 

Diam.  ... 

Price  per  Dozen,  complete,  with\ 
covers  (Fig.  516)  J* 

Price  per  dozen,  with  hollow- 
ground  Stoppers  (Figs. 

518  or  519) 

Height... 

Diam.  ... 

Price  per  dozen,  complete,  with 
covers  (Fig  516). 

Price  per  dozen,  with  hollow- 1 
ground  stoppers  (Figs.  51 7 l 
518  or  519) 


6 

5 


8 

4 


J 


Height  ... 

...  12 

Diam.  ... 

...  4 

Price  per  dozen,  complete, 

withLc/ 

covers  (Fig.  516) 

j 26/- 

Price  per  dozen,  with  hollow- j 
ground  stoppers  (Figs.  517, ! 
518  or  519)  J 


6 

7 

7 

7 

7 

7 

7 

8 

8 

8 

inches. 

6 

2 

2* 

3 

4 

5 

6 

2 

22 

3 

27/- 

7/9 

10/6 

12/6 

17/- 

24/- 

28/- 

9 /- 

11/- 

13/- 

38/- 

12/- 

14/- 

16/- 

24/- 

36/- 

38/- 

13/- 

15/- 

16/6 

8 

8 

8 

10 

10 

10 

10 

10 

10 

12 

inches 

5 

6 

7 

3 

4 

5 

6 

7 

8 

3 

M 

25/- 

27/- 

48/ 

14/- 

23/- 

28/- 

33/- 

50/- 

59/- 

15/ 

29/- 

39/- 

70/- 

22/- 

34/ 

39/- 

40/- 

73/- 

90/- 

27/- 

12 

12 

12 

12 

14 

14 

16 

16 

inches. 

5 

6 

7 

8 

6 

8 

6 

8 

> > 

32/ 

40/- 

60/- 

66/- 

50/- 

90/- 

60/- 

96/ 

40/- 

66/- 

78/- 

105/ 

76/- 

117/- 

87/- 

131/- 

(Any  other  size  made  to  order). 


Specimen  Glass  Jars,  same  as  Figs.  517,  518  or  519,  but  with  1 glass  hook  in  stoppers,  for  the  suspension  of 
specimens,  at  the  following  extra  cost  : — In  stoppers  1 to  4 inches  diameter,  4/-  per  dozen  ; in  stoppers 
above  4 inches  diameter,  8/-  per  dozen. 

Specimen  Glass  Jars,  same  as  Figs.  517,  518  or  519,  but  with  2 glass  hooks  in  stoppers,  for  the  suspension  of 
specimens,  at  the  following  extra  cost: — In  stoppers  1 to  4 inches  diameter,  SI-  per  dozen;  in  stoppers 
above  4 inches  diameter,  12/-  per  dozen. 


Polished  Spun  Brass  Rings, 

FOR  DECORATING  THE  JARS. 


Diam.  _ 1 

H 

2 

n 3 

31  4 

5 6 

7 

8 

9 inches. 

Each  gd 

6d 

6d 

7d  7d 

81  81 

10d 

10d  1/2 

1/4 

1/6 

1/9 
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MICA. 


520  MICA,  for  mounting  specimens,  &c. 


SHEETS  (Best  Quality). 


Inches. 


2 x 

3 per  doz. 

6d. 

2 „ 

4 

) > 

9d. 

2 „ 

5 

99 

1/6 

2 „ 

6 

5 > 

2/3 

2J  „ 

3 

; > 

9d 

2i  » 

4 

1/1 

>> 

H 

? ? 

1/9 

2J  „ 

5 

) ) 

2/3 

2J  „ 

6 

99 

3/9 

3 „ 

3 

:9 

1/6 

3 „ 

4 

99 

1/10 

3 „ 

41 

9 9 

2/6 

3 „ 

5 

9 ) 

3/3 

3 „ 

51 

99 

2/6 

3 „ 

6 

99 

4/6 

3 „ 

7 

9 9 

6/- 

31  „ 

31 

♦ 9 

2/- 

31  „ 

4 

9 9 

2/3 

31  „ 

41 

99 

3/- 

31  n 

5 

99 

3/9 

31  ,, 

51 

99 

4/6 

31  „ 

6 

99 

5/4 

31 

7 

9 9 

6/9 

Inches. 

2 

per  doz.  9d. 

3 

9 9 

1/6 

4 

99 

3/9 

5 

9 9 

7/6 

Inches. 

4 x 

4 per  doz. 

3/9 

4 „ 

41 

99 

4/6 

4 ,, 

5 

99 

61- 

4 „ 

51 

9 9 

61- 

4 „ 

6 

99 

6/- 

4 „ 

7 

99 

10/ 

4 „ 

8 

9 9 

12/- 

41  „ 

41 

9 9 

6/- 

41 

tJ 

9 9 

7/- 

44  „ 

6 

9 9 

9/- 

41  » 

7 

9 9 

12  - 

41  ,, 

8 

9 9 

15/- 

41  ,, 

9 

99 

18/- 

5 „ 

5 

99 

10/- 

5 „ 

51 

9 9 

11/- 

5 „ 

6 

99 

12/- 

5 „ 

7 

9 9 

15/- 

5 „ 

8 

9 9 

20/- 

5 „ 

9 

99 

30/- 

6 „ 

6 

99 

16/- 

6 „ 

7 

99 

18/- 

6 „ 

8 

99 

24/- 

6 „ 

9 

99 

30/- 

DISCS. 

Inches. 

6 per  doz.  12/- 

7 „ 15/ 

8 „ 30/ 

9 „ 40/- 


Inches. 

6 

X 

10  per  doz. 

36/- 

6 

99 

11 

9 9 

42/- 

6 

99 

12 

99 

50/- 

7 

9 9 

7 

? 9 

27/- 

7 

9 9 

8 

9 9 

30/- 

7 

9 9 

9 

99 

33/- 

7 

99 

10 

9 9 

42/- 

7 

99 

11 

99 

60/- 

7 

99 

12 

9 9 

65/- 

8 

9 9 

8 

99 

54/- 

8 

99 

9 

99 

54/- 

8 

9 9 

10 

99 

60/- 

8 

99 

11 

9 9 

78/- 

8 

99 

12 

9 9 

80/- 

9 

9 ' 

9 

9 9 

72/- 

9 

9 9 

10 

99 

80/- 

9 

9 9 

12 

9 9 

90/- 

10 

9 9 

10 

9 9 

99/- 

10 

9 9 

11 

9 9 

100/- 

10 

9 9 

12 

9 9 

104/- 

11 

99 

11 

99 

118/- 

11 

99 

12 

9 9 

130/- 

12 

9 9 

12 

9 9 

150/- 

Inches. 

10 

per 

■ doz.  50/- 

11 

3 3 

72/- 

12 

33 

90/- 

C.D.Y. 

MICA. 

CABINET 

MICA. 

Per  doz.  ... 

2/3 

1st  Quality  per  doz.^M 
2nd  ,,  ,,  ... 

...  12/ 
.....  9/- 

(Any  other  size  cut  to  order). 


19-21,  Wilson  Street,  Finsbury,  London,  E.C. 
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Jars  with  Notches  and  Glass  Rods. 


521  JARS  WITH  NOTCHES  and  GLASS  RODS  (Fig.  521).  Museum  specimen  jars,  finest  white  glass 
with  notches  inside  top  of  jar,  into  which  a glass  rod  is  fixed,  for  the  suspension  of  specimens. 


Sizes  in  inches. 


Price 


Height. 

4 

4 

5 

5 

6 
6 
6 
7 
7 

7 

8 
8 
8 
8 
9 
9 
9 
9 
9 

10 

10 

10 

10 

12 

12 

12 

12 

12 

14 

14 

14 

14 

16 

16 

16 

16 


Diameter. 

2 

3 

3 

4 

3 

4 

5 

3 

4 

6 

4 

5 

6 
7 

4 

5 

6 

7 

8 

4 
6 

7 

8 

5 

6 

7 

8 
9 
6 
8 
9 

10 

7 

8 
9 

10 


each. 

1/6 

2/- 

2/2 

3/4 

2/6 

3/9 

5/- 

2/9 

4/4 

6/6 

4/2 

6/- 

71- 

9/2 

5/2 

6/6 

6/8 

10/- 

11/- 

5/4 

8/3 

10/6 

12/- 

7/3 

9/10 

10/10 

13/- 

16/8 

13/ 

18/- 

27/- 

30/- 

15/- 

19/- 

30/- 

35/- 


Any  other  size  made  to  order. 
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GEORGE  MORTON  & Co., 

Museum  Specimen  Jars 

(OVAL  FORM). 

522  OVAL  JARS,  finest  white  glass,  best  English  make,  with  polished  bottoms, 
complete  with  covers,  welted  at  the  top  (Fig.  522). 


(As  supplied  to  South  Kensington  Museum,  Royal  College  of  Surgeons,  etc.) 


Height 

3 

3 

3 

4 

4 

4 

5 

5 

5 

5 

6 

6 

inches. 

Width 

1 

2 

3 

2 

3 

4 2 

3 

4 

5 

2 

3 

Depth 

2 

1 

1 

2 

1 

14  2 

Ol 
^ 2 

1 

1* 

? 5 

Price  each  ... 

21- 

2/- 

2/6  2/6 

2/6 

3/5  2/6 

2/6  3/6 

4/- 

3/3 

3/4 

Height 

6 

6 

6 

6 

8 

8 

8 

8 

8 

8 

8 

5 > 

Width 

4 

5 

6 

6 

3 

4 

5 

5 

5 

6 

7 

> ? 

Depth 

2 

2 

2 

3 

H 

2 

2 

24  3 

3 

o 

o 

? ? 

Price  each  ... 

3/6 

4/- 

5/- 

5/- 

3/6 

4/6  4/9 

4/9  4/9 

6/- 

6/6 

Height 

8 

8 

8 

10 

10 

10 

10 

10 

10 

10 

10 

inches. 

Width 

8 

8 

8 

4 

5 

5 

6 

6 

7 

7 

8 

Depth 

H 

3 

4 

2 

01 

3 

2 

3 

3 

4 

3 

Price  each  ... 

9/- 

9/- 

9/- 

5/3 

5/6 

5/6  5/9 

6/-  ' 

7/9 

7/9 

9/- 

> > 

Height 

10 

10 

10 

12 

12 

12  12 

12 

12 

12 

12 

>> 

Width 

8 

10 

10 

6 

7 

8 

8 

9 

10 

10 

12 

>> 

Depth 

4 

3 

4 

3 

3 

3 

4 

4 

4 

6 

6 

5 

.Price  each  ... 

9/- 

15/- 

16/ 

-7/- 

7/3 

10/-  11/ 

- 12/4 

17/- 

19/- 

21/- 

(Any  other  size  made  to  order.) 


19-21,  Wilson  Street,  Finsbury,  London,  E.C. 
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Museum  Specimen  Jars 

(CYLINDRICAL).  Fig.  523. 

523  MUSEUM  JARS,  finest  white  Crystal  Glass,  without  feet,  with  drop  over  covers  with  knob — 


Height  to  top  of  Knob 

00 

ton 

10J 

12* 

inches. 

Diameter  ... 

41 

*4 

H 

6 

>> 

Price 

13/6 

18/- 

22/4 

per  dozen. 

523 


Museum  Specimen  Jars 


(CYLINDRICAL). 


524  MUSEUM  JARS,  finest  white  Crystal  Glass,  with  feet,  and  loose  drop  on  covers  with  knob  (Fig.  524) — 


Height 

4 

5 

6 

6 

6 

8 

10 

10  inches 

Diameter  (inside) 

4 

5 

6 

8 

12 

8 

7 

10 

Price  per  dozen 

17/- 

22/-  30/-  45/-  96/- 

(Any  other  size  made  to  order). 

50/- 

40/- 

84/- 
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GEORGE  MORTON  & Co., 


Museum  Specimen  Jars 

(Fig.  525). 

525  MUSEUM  JARS  of  the  finest  white  Crystal  Glass,  for  preserving  and  displaying  specimens  in  museums 
and  exhibitions. 

The  contents  are  enclosed  entirely  in  glass,  with  a thin  rubber  medium  under  the  lid,  to  make  the  jar 
air-tight. 

This  lid  is  securely  fastened  down  with  an  outer  metallic  clamp.  On  the  inner  surface  of  the  glass  lid  is 
attached  a glass  ring,  for  the  convenient  securing  of  specimens.  The  good  points  of  these  jars  are  their 
simplicity,  their  very  wide  mouths,  glass  instead  of  metallic  lids,  easiness  of  access  to  the  specimens,  and 
security  against  the  evaporation  of  the  contents,  all  of  which,  we  think,  will  be  duly  appreciated  by  anyone 
who  is  interested  in  the  subject. 


Width  of  mouth 

o 1 

H 

9 1 

91 
-1 4 

91 

w4 

^2 

Q1 

°2 

31 

°2 

5i 

75 

1 8 

7f  inches. 

Height  without  lid 

4 

6 

8 

12 

18 

6 

8 

12 

8 

12 

12 

18  „ 

Capacity 

1 

2 

3 

¥ 

1 

n 

1 3 

H 

4 pints  3 

4 quarts  2^ 

3J  gallons. 

Price  per  dozen 

30/- 

34/- 

36/- 

42/- 

46/- 

50/- 

60/- 

62/- 

80/- 

96/- 

220/- 

230/- 

525 


19-21,  Wilson^  Street,  Finsbury,  London,  E.C. 
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Square  Glass  Specimen  Jars, 


COMPLETE  WITH  COVERS. 


(For  Botanical  and  Natural  History  Museums,  etc.).  Fig.  526. 


526  SQUARE  JARS  of  the  finest  white  Crystal  Glass,  complete  with  covers. 


Height 

Length 

Width 


4 

2 

1 


4 

3 


4 

4 


11  2 


5 

3 

2 


5 

4 

2 


5 

5 


91 

*J2 


6 

3 

4 


6 

4 

9 


6 

5 

2 


6 

5 

3 


6 

6 

9 


6 inches. 

6 


n 


Price  per  dozen  with  1 
1 side  carefully  r 14/- 
polished  ...j 


Price  per  dozen,  un-) 
polished  ...J 

Height  ... 

Length  .. 

Width  ... 


9/- 

8 

4 

2 


Price  per  dozen  with! 

1 side  carefully  - 44/- 
polished  ...J 


Price  per  dozen,  un- 
polished 

Height  ... 

Length  ... 

Width  ... 

Price  per  dozen  with 
1 side  carefully 
polished 


33/ 

10 

8 

3 


19/-  26/-  24/-  27/-  30/-  27/-  29/-  32/-  33/-  54/-  56/- 

14/-  15/-  16/-  17/-  20/-  18/-  20/-  22/-  26/-  42/-  43/ 

8 8 8 8 8 8 8 10  10  10  10 

556  67  7 84566 

23343442  2J  34 

50/-  51/-  60/-  66/-  90/-  94/-  115/-  60/-  70/-  77/-  80/- 

38/-  40/-  47/-  49/-  72/-  77/-  90/-  47/-  53/-  60/-  66/- 

10  10  10  10  12  12  12  12  12  12 

8 10  10  10  6 6 7 7 8 10 

4346233444 


124/-  130/-  180/-  186/-  190/-  100/-  140/- 160/- 176/- 180/- 196/- 


Price  per  dozen,  un-) 


polished 
Height 
Length 
Width 


12 

10 

6 


110/-  130/-  144/-  161/-  76/-  86/-  110/-  120/-  146/- 144/- 

12  12  14  14  14  16  16  16  20  20 

12  12  8 10  12  10  10  12  12  12 

464676888  10 


3 3 


13 


Price  per  dozen  with 
1 side  carefully 
polished 

Price  per  dozen,  un-)  160/- 
polished  .../ 


200/-  220/-  226/-  200/-  270/-  290/-  270/-  280/-  300/-  360/-  400/-  „ 


170/-  180/-  170/-  192/-  220/-  200/-  210/-  240/-  300/-  320/-  „ 

(Any  other  size  made  to  order). 


526. 
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GEORGE  MORTON  & Co., 


Square  Glass  Specimen  Jars, 


FOR  ANATOMICAL  AND  PATHOLOGICAL  MUSEUMS,  etc.  Fig.  527. 


527  SQUARE  GLASS  SPECIMEN  JARS  of  the  finest  white  Crystal  Glass,  with  or 
without  knob  on  cover,  both  same  price. 


Height 

3 

3 

3 

3 

4 

4 

4 

4 

4 

4 

6 

6 inches. 

Length 

2 

3 

3 

3 

2 

3 

3 

4 

4 

4 

3 

4 „ 

Width 

1 

H 

2 

3 

1 

H 

2 

2 

3 

4 

2 

2 „ 

Price  per  doz.  16/- 

25/- 

27/- 

30/- 

18/- 

30/- 

32/ 

50/- 

55/- 

60/- 

53/- 

60/- 

Height 

6 

6 

6 

6 

6 

6 

7 

7 

7 

7 

7 

7 inches. 

Length 

4 

5 

6 

6 

6 

6 

4 

5 

6 

7 

7 

7 „ 

Width 

3 

3 

2 

3 

4 

6 

2 

3 

3 

4 

5 

7 „ 

Price  per  doz. 

70/ 

50/- 

70/- 

74/- 

90/ 

100/- 

70/- 

90/- 

100/- 

105/- 

106- 

120/- 

Height 

8 

8 

8 

8 

8 

8 

8 

8 

8 

10 

10 

10  inches. 

Length 

4 

4 

5 

5 

5 

6 

6 

6 

6 

4 

4 

5 „ 

Width 

2 

4 

0 

wJ 

3 

4 

2 

3 

4 

6 

2 

3 

2 

Price  per  doz.  71/- 

80/- 

80/- 

81/- 

82/ 

86/- 

90/ 

100/- 

120/- 

80/- 

81/- 

90/- 

Height 

• • • 

10 

10 

10 

10 

10 

10 

10 

10 

10 

10 

10  inches. 

Length 

• • • 

6 

6 

6 

6 

8 

8 

8 

10 

10 

10 

10  „ 

Width 

2 

3 

4 

6 

4 

6 

8 

4 

6 

8 

10  „ 

Price  per  doz. 

... 

120/- 

122/ 

130/- 

140/- 

133/ 

170/- 

190/- 

190/- 

200/- 

250/ 

290/- 

Height 

12 

12 

12 

12 

12 

12 

12 

12 

12 

12 

12  inches. 

Length 

... 

6 

6 

6 

6 

8 

8 

8 

10 

10 

10 

12  „ 

Width 

• • • 

2 

3 

4 

6 

4 

6 

8 

6 

8 

10 

6 „ 

Price  per  doz. 

■•  • • 

100/- 

110/- 

120/- 

150/- 

190/- 

220/- 

240/- 

240/ 

250/- 

300/- 

220/- 

Height 

12 

12 

12 

14 

14 

14 

14 

14 

16 

20  inches. 

Length 

• • • 

12 

12 

12 

10 

10 

10 

12 

12 

12 

12 

}> 

Width 

... 

8 

10 

12 

6 

8 

10 

6 

8 

8 

10 

it 

Price  per  doz. 

• • • 

290/- 

350/- 

400/- 

350/- 

365/- 

400/- 

480/- 

500/- 

510/- 

600/- 

(Any  other  size  made  to  order). 


19-21,  Wilson  Street,  Finsbury,  London,  E.C. 
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JARS  FOR  SPECIMENS,  finest  white  crystal  glass,  with  moulded  shoulder, 

/ 

and  drop-on  flat  covers  (Fig.  528). 

Height 

5 

6 

7 

8 inches, 

Diameter  ... 

4 

4 

5 

6 „ 

Price  per  doz. 

. 11/- 

17/- 

22/- 

26/- 

Museum  Specimen  Jars. 

WITH  COVERS  WITH  KNOB  (Fig.  529). 

529  MUSEUM  JARS,  finest  white  crystal  glass,  complete  with  covers,  with  knob — 

Height  ...  4446668888  10  ins. 

Diameter  ...  2343464568  4,, 

Price  per  doz.  9/-  15/-  24/-  24/-  26/-  50/-  30/-  45/-  54/-  70/-  47/- 

Height  ...  10  10  12  12  12  12  14  14  14  16  ins. 

Diameter  ...  6 8 4 6 8 10  6 8 10  10  ,, 

Price  per  doz.  70/-  100/-  70/-  80/-  106/  130/-  100/-  144/-  190/-  270/- 

(Any  other  size  made  to  order). 


529. 
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GEORGE  MORTON  & Co., 


MUSEUM  SPECIMEN  JARS  (with  or 

(Fig.  530  or  530a). 

530  MUSEUM  JARS,  finest  white  crystal  glass,  with 
or  without  feet,  both  same  price. 


Height  ... 

4 

4 

4 

5 

5 

5 

Diameter 

2 

3 

4 

3 

4 

5 

Price  per  doz. 

8/6 

10/6 

16/- 

12/3 

19/- 

34/ 

Height  ... 

10 

10 

10 

10 

10 

10 

Diameter 

3 

4 

5 

6 

8 

10 

Price  per  doz. 

22/- 

34/- 

39/- 

40/- 

90/- 

160, 

(Any  other  size 


530.  530a. 

66668888  inches. 


34563456,, 

14/6  20/-  35/-  38/-  16/6  28/-  29/-  39/- 

12  12  12  12  12  12  12  12  inches. 

4 5 6 7 8 9 10  12  „ 

35/-  40/-  66/-  78/-  105/-  200/-  220/-  288/- 

ade  to  order). 


MUSEUM  JARS  ( without  feet), 

531  MUSEUM  SPECIMEN  JARS,  finest  white  crystal  glass,  without  feet,  with  air- 
tight square  head  stoppers  (Fig.  531). 


Height  ... 

4 

5 

5 

6 

6 

7 

7 

8 

8 

8 

9 

9 

9 inches. 

Diameter 

3 

3 

4 

3 

4 

3 

4 

3 

4 

6 

3 

4 

5 ,, 

Price  per  doz.  ... 

...  10/6 

12/- 

19/- 

14/3 

19/9 

15/- 

21/- 

16/- 

28/- 

39/- 

17/ 

29/ 

- 38/- 

Height  ... 

9 

10 

10 

10 

10 

10 

12 

12 

12 

12 

12 

12 

inches. 

Diameter 

...  6 

3 

4 

5 

6 

8 

4 

5 

6 

8 

10 

12 

39/-  21/9  33/-  38/-  39/-  88/-  35/-  40/-  66/-  105/-  220/-  290/- 

(Any  other  siz3  made  to  order.) 


Price  per  doz.  ... 


19-21,  Wilson  Street,  Finsbury,  London,  E.C. 
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Brain  Jars. 

(Fig.  532). 

532  BRAIN  JARS  of  the  finest  white  crystal  glass,  with  lute,  and  drop-in  stopper  with  knob  ; luting  by 
means  of  glycerine,  etc. — 


Height 

...  6 

6 

6 

8 

6 

8 

10 

12  inches. 

Diameter... 

...  6 

8 

10 

10 

12 

12 

12 

12  „ 

Price  each 

...  6/9 

8/6 

10/- 

11/- 

13/- 

15/- 

16/6 

20/- 

(Any  other  size  made  to  order). 


N.B. — Complete  Illustrated  Catalogue  of  Museum  Specimen  Jars,  containing 

many  other  sizes  on  application. 


W.  STRAKER,  Ltd., 
Printers , 
LONDON. 


